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Ever  since  the  inception  of  Diffusion  Tensor  Imaging  (DTI),  unabated  advancements  in  its 
capabilities  and  applications  have  been  spearheaded  by  a  vibrant  research  effort  to  devise 
dedicated acquisition sequences, protocols and hardware.  In  translational  research, however, 
the  transition  of  these  innovations  into  the  arenas  of  biomedical  research,  and  ultimately 
clinical  practice  is  frequently  hampered  by  practical  considerations.  These  include  the 
availability  of  appropriate  expertise,  time  and  resources  for  their  implementation,  and 
considerations of compatibility with established techniques and results  reported  in  literature. 
Such  concerns  provide  the  impetus  to  maximize  the  utility  of  existing  protocols  before 
attempting the development of novel dedicated techniques. 
In this thesis, three investigations, each targeting a different DTI application, are presented. The 
strategy  implemented  throughout  involves  assessing  the  suitability  of  existing  sequences  for 
the  intended  task,  and  determining  any  limiting  factors,  evaluating  whether  appropriate 
modifications  of  the  acquisition  protocols  used  are  capable  of  alleviating  limitations,  and 
developing  novel,  dedicated  protocols  wherever  necessary.  The  value  and,  importantly,  the 
wide scope of this approach in answering important research questions is exemplified through 
the breadth of the studies presented. 













a  clinical  sequence. Previous  failed attempts have been attributed  to  insufficient  SNR.  In  this 
study scanner stability and distortion are found to be the main limiting factors, and mitigated 
using appropriate averaging and co‐registration strategies.  
The  third  study  assessed  the  potential  of  ultra‐high  field  strength  DTI  by  identifying  and 
optimizing the potential strengths of DTI at 7T. Subsequent to optimization with respect to SNR, 
the  main  sources  of  artefact  were  found  to  be  B1  inhomogeneity  and  inadequate  fat 
suppression.  Both  were  alleviated  by  modification  of  the  available  acquisition  protocol, 
resulting in higher SNR and data quality than previously reported.  









































































































































































Figure 1‐5  Representative T1 and T2  relaxation  rates  following a 90˚ RF‐excitation pulse 
plotted over the same time axis. 
Figure 1‐6  Illustration  of  the  restoration  of  the  longitudinal  magnetization  through  the 
loss  of  energy  absorbed  by  spins  (right)  through  RF‐excitation,  as  thermal 
energy to the surrounding molecular lattice (left). 
Figure 1‐7  Illustration  of  transverse  magnetization  decay  through  dephasing.  At  time‐
point  t1,  immediately  after  the  cessation  of  the  excitation  RF‐pulse,  all  spins 
are in phase. At progressive time‐points (t2 ‐ t4) the relative phase of individual 
spins change progressively  resulting  in  the  reduction of  the magnitude of  the 
net magnetization factor (red arrow). 
Figure 1‐8  Illustration  of  the  effect  of  the  application  of  a magnetic  field  gradient  Gx(x) 
(top  row)  as  the  imposition  of  a  spatially  dependent  frequency  shift  (middle 













Figure 1‐15  Illustration  of  a  spin‐echo  sequences  sensitized  to  diffusion  using  a  pair  of 
diffusion sensitization gradients Gdiff. 















Figure 2‐1  FA  colour  map  taken  from  the  selected  slice  position  (top),  and  inferior 
brainstem regions (bottom). 
Figure 2‐2  ROI positioning. a: Sagittal view illustrating the typical positioning of an axially 
orientated  slice  (represented  by  the white  line).  b:  Depiction  of  a  typical  in‐
plane ROI. 









Figure 2‐6  Cumulative  histograms  of  deviations  of  simulated  DT  indices  from  a  best 





Figure 3‐2  Depiction  of  the  post‐mortem  brain  in  the  holder  including  labelled  part 
descriptions (pictured: Brain #1). 
Figure 3‐3  GESE acquisition  (Dataset 3‐1a) depicting overlaid ROIs  for  grey matter  (red), 
splenium  of  the  corpus  callosum  (turquoise),  anterior  corona  radiata  (blue), 
putamen (pink). 








Figure 3‐7  Illustration  of  coefficient  of  variation maps  for  b=0 measurements,  and  DWI 
acquisitions  with  diffusion  weighting  applied  along  three  orthogonal 
orientations (set 2 of Dataset 3‐2a). 
Figure 3‐8  Illustration of coefficient of variation maps for ADC maps calculated from b=0 
measurements,  and  DWI  acquisitions  with  diffusion  weighting  applied  along 
three orthogonal orientations (set 2 of Dataset 3‐2a). 
Figure 3‐9  Illustration  of  coefficient  of  variation maps  for  b=0 measurements,  and  DWI 
acquisitions  with  diffusion  weighting  applied  along  three  orthogonal 
orientations  recorded  using  an  averaging  strategy  optimized  to  reduce  scan‐
rescan variability (Dataset 3‐2b). 
Figure 3‐10  Colour FA images of modified averaging techniques (Dataset 3‐2.b). 






Figure 3‐12  FA  colour  maps  of  resolution  2x2x4  mm  obtained  with  just  one  iteration 
(Dataset 3‐2.c). 














Figure 4‐8  Individual  acquisitions  of  Dataset  4‐5a  illustrating  the  signal  void  in  lateral 
regions under default settings. 
Figure 4‐9  Flip  angle  optimization  performed  in  Dataset  4‐5c  of  the  echo2  refocusing 
pulse with respect to SNR. 























T:  Unwanted  structural  noise  (highlighted  by  white  arrows)  outweighed 
thermal noise. 
Figure 4‐21  Qualitative  comparison  of  estimated  noise‐only  images  from MA,  difference 
and NEMA‐DNS techniques (Slice 18, flip angle 15 ¡). 













































Ever  since  its  inception  in  1973,  Magnetic  Resonance  Imaging  (MRI)  has  undergone  a 
remarkable  series  of  developments  to  quickly  establish  itself  as  one  of  today’s  most  useful 
Imaging  modalities.  This  development  has  been  the  result  of  a  string  of  ground  breaking 
discoveries that have taken place throughout the latter half of the last century (3): 




1971:   Damadian  patented  his  discovery  that  T1  relaxation  times  could  be  used  as  a 
marker of the malignancy of cancerous tissue. 
1973:   The birth of MRI  ‐ methods  for  spatially encoding  the origin of  the NMR signal 
were proposed independently by Lauterbur, Mansfield and Grannell. 
One of  the main  reasons  for  the popularity of MRI  in clinical and  research communities  is  its 
ability  to  produce  high  quality  tomographic  images without  relying  on  the  use  of  potentially 
harmful ionizing radiation. Another major advantage is that image‐contrast is determined via a 
complex interplay of signal generation and relaxation processes, which are both tissue‐specific 
and  environment‐dependant.    This  arises  from  the  fact  that  in MRI,  the  tissue  being  imaged 




appreciation  of  its  underlying  principles  a  prerequisite  for  its  application  and  interpretation. 
Chapter | 1  I n t r o d u c t i o n   3 | P a g e  
     
 





NMR‐signal.  These  are  the  quantum‐mechanical  model,  which  governs  the  behaviour  of 
individual molecules, and the classical model, used to describe the collective behaviour of large 
ensembles  of  molecules.  While  the  latter  cannot  account  for  some  of  the  more  detailed 
processes of  the NMR experiment,  it offers an  intuitive approach of describing  the effects of 
pulse sequence components (c.f. Section 1.1.3) on tissue sample magnetization. 
Nuclei  with  an  uneven  number  of  nucleons  possess  the  property  of  ‘spin’.  Spin  refers  to  an 
angular momentum  J  (here,  and  in  the  rest  of  this  thesis,  the  ‘underline’  is  used  to  signify  a 
vector  quantity)  causing  nuclei  to  rotate  about  their  axis.  The  frequency  of  this  rotation  is 
defined  by  the  atom‐specific  gyromagnetic  ratio  γ.  Resulting  from  the  angular  momentum 
experienced by these charged particles, a minute magnetic moment, μ,  in  the direction of  its 





2,  this  alignment  is  imperfect  (with  θ  representing  the  angle  between  !  and  Bo)  and  spins 
experience a  torque causing them to precess about Bo at a  rate of dϕ. The change  in angular 
momentum is described by equation 1.2. 
























The  random distribution  of  the  relative  precessional  phases  of  individual  spins  results  in  the 
mutual  cancellation  of  their  in‐plane  components.  This  results  in  the  formation  of  a  net 
magnetization vector, M, in perfect alignment with !!.  
As  illustrated in Figure 1‐1, however,  in addition to the alignment of spins with !!, spins may 
also  assume  an  alignment  state  against  the  orientation  of!!!.  The  classical  model  cannot 
account for this. In the quantum mechanical model, the orientations of precession of individual 
spins are described as quantum mechanical states. The alignment of spins with !! represents 
the  low energy  state,  also  referred  to as  the  ‘parallel’  or  ‘spin‐up’  state, while  the alignment 









2  I  +  1.  In  the  case  of  protons,  I=1/2  thus  giving  rise  to  two  spin  states.  Protons  can  swap 
between  the  low‐to‐high  and  high‐to‐low  energy  states  by  gaining  or  losing  photons 








In  absence  of  external  sources  of  energy,  all  spins  would  occupy  the  lower  energy  state 
resulting in an accordingly large net magnetization vector. Thermal energy at body temperature 
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vector  is  static  and,  according  to  Faraday’s  law  of  electromagnetic  induction,  incapable  of 




perturbed  through  the  absorption  of  energy  from  an  external  source.  Since  the  Larmor 
frequency represents a natural frequency of the protons in the external magnetic field, energy 





the  RF‐excitation  pulse,  excited  spins  transition  back  to  the  low  energy  state  by  giving  off 
photons of Larmor frequency to restore the equilibrium spin‐state populations.  
 











achieves  phase  coherence  so  that  all  spins  point  in  the  same  direction  on  the  trajectory  of 
precession. The direction of the Bo field will henceforth be denoted as the z‐direction, while the 
x  and  y‐directions  define  the  perpendicular  transverse  plane.  The  component  of  the  net 
magnetization  vector  in  the  transverse  plane  represents  an  oscillating  magnetic  field  that, 
according  to  Faradays  law of  electromagnetic  induction,  can  induce a  voltage  in  an electrical 
conductor and thus generate a measurable signal. 

























 Signal  relaxation  of  the  longitudinal  and  transverse  components  of  the  net  magnetization 
vector,  is  governed  by  two  simultaneous  but  largely  independent  processes:  spin‐lattice  and 
spin‐spin  relaxation  respectively.  The  rates  of  relaxation  of  the  longitudinal  and  transverse 












This  type  of  relaxation  describes  the  recovery  of  the  longitudinal  component  of  the  net 
magnetization vector. Following  the RF‐excitation of spins, absorbed energy  is dissipated  into 









magnetization  vector.  This  process  is  governed  by  the  loss  of  the  phase  coherence  of  spins 
comprising the net magnetization vector, as a result of interactions with other spins (c.f. Figure 
1‐7). If spins come into close proximity, their respective magnetic fields either add or subtract 
























the Bloch equations.  These are based on a  general  expression  for  the  total magnetic  field B, 






















of  available  freedoms  for  signal  generation  and manipulation  through  the  design  of  suitable 
pulse sequences, and the selection of appropriate acquisition protocol parameters.  
Pulse  sequences  comprise  RF‐pulses  and  magnetic  field  gradients,  allowing  the  controlled 
manipulation  of  tissue  magnetization  to  ascertain  tissue  characteristics  and/or  sensitize  the 
signal to a number of physical and biochemical processes. As already illustrated in Figure 1‐4B, 
in  the  rotating  reference  frame  the  application of  an RF‐pulse  achieves  a  rotation of  the net 
magnetization vector in the plane perpendicular to the orientation of the pulse. Magnetic field 
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reconstruction  of  images  in  3D,  and  also  makes  possible  the  sensitization  of  acquisitions  to 








selected  sequence.  An  example  of  this  is  illustrated  in  Figure  1‐9,  where  different  types  of 
image  contrast  (proton  density,  T1  and  T2  weighted)  are  generated  using  an  identical 
acquisition sequence with different echo and repetition times. 










an  oscillating magnetic  field  representing  the  detectable  signal.  The  amplitude  of  this  signal, 
which  is  known  as  the  Free  Induction  Decay  (FID),  is  affected  by  the  various  relaxation 
processes and thus decays at a rate determined by T2*. 
In practice,  however,  rather  than  sampling  FIDs directly,  echoes  are  generally  generated  and 
subsequently recorded. A number of different types of echoes may be generated through the 
application  of  RF‐pulses  and magnetic  field  gradients  (c.f.  Section  1.1.3).  In  this  section  two 
pertinent types of echoes, gradient echoes (GE) and spin echoes (SE), are described. 
Gradient Echoes: 
GEs  are  formed  through  the  application  of  a  pair  of  read  out  magnetic  field  gradients  of 
opposite polarity. As illustrated in Figure 1‐10, immediately following an RF‐excitation pulse, a 
gradient  lobe  is  applied  effectively  increasing  or  decreasing  the  rate  of  precession  or  slower 
relative  to  their  spatial  position  within  the  gradient.  Next,  a  gradient  of  opposite  polarity  is 
applied effectively  causing  spins  that under  the  first  gradient were precessing  slower  to now 
precess  faster  and  vice  versa.  As  a  result,  spins  that were  dephasing  in  response  to  the  first 
Chapter | 1  I n t r o d u c t i o n   17 | P a g e  
     
 












the  initial  dephasing  gradient.  It  thus  cannot  refocus  dephasing  due  to  other  sources  of 
magnetic  field  inhomogeneities  such  as  imperfections  of  Bo,  differences  in  magnetic 
susceptibilities between tissues, or spin‐spin relaxation. As a result, the amplitude of gradient 
echoes decreases with T2*.   




determines  the  extent  to  which  the  longitudinal  magnetization  may  recover  before  the 
subsequent excitation is performed. Similarly, the time between the centre of the RF‐excitation 
pulse and the centre of the echo is referred to as the echo time (TE). With the amplitude of the 
echo  decreasing  with  T2*,  the  selection  of  TE  affects  the  T2*  weighting  of  acquisitions. 










frame  of  reference  (x’,  y’,  z  coordinate  system),  dephasing  is  seen  as  the  rotation  of  spins 
comprising the net magnetization vector in either a clockwise or anticlockwise direction. While 




because the 180˚ pulse  flips spins  in the transverse plane effectively  inverting the phase shift 
that  has  occurred  (c.f.  Figure  1‐11).  This  means  that  spins  that  had  experienced 
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anticlockwise/clockwise  dephasing  now  have  a  negative/positive  phase  angle  respectively. 
Assuming spins do not move  far within  the  imaging volume,  they will  continue  to experience 
the same magnetic field inhomogeneities, and thus continue to rotate in the same direction at 
the  same  rate.  After  a  time  equal  to  the  delay  between  the  90˚and  180˚  pulses  (TE/2),  the 
effect of static magnetic  field  inhomogeneities  is  reversed bringing spins back  into phase and 
thus generating the echo.  
Since  this  strategy  affects  the  spins,  while  leaving  the  magnetic  field  in  which  they  preside 
unchanged,  the  echo  amplitude will  reduce only  as  a  result  of  random  spin‐spin  interactions 




















diffusing  protons  across  regions  experiencing  magnetic  field  inhomogeneities  leads  to 
irreversible dephasing and thus signal loss. One such application is the accurate quantification 
of  T2 measured over  a  range of  TEs.  It  has been  shown  that  following a 90˚ excitation pulse 
applied along  the x’ axis, a  series of equally  spaced 180˚ pulses also applied along  the x’ axis 
create a train of alternating positive and negative spin echoes that compensate for diffusion (4). 
This  is  known  as  the  Carr‐Purcell  T2  measurement.  A  practical  challenge  is  posed  by 
imperfections in the 180˚ pulses, which have a cumulative effect over the echo train. This can 
be addressed by applying the train of 180˚ pulses along the y’‐axis leading to a train of positive 
echoes.  If  the  180˚  pulse  is  imperfect,  odd‐numbered  echoes will  be  attenuated  slightly,  but 
even‐numbered echoes will be of the correct amplitude. The acquisition of five even‐numbered 




Previous  sections  have  addressed  concepts  underlying  the  generation  and  characteristics  of 
NMR  signals,  as  well  as  their  manipulation  through  the  use  of  gradients  and  RF  pulses. 
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Following  the  cessation  of  an  RF‐excitation  pulse,  all  regions  within  the  excited  volume 
simultaneously  contribute  to  the  recordable  RF‐signal.  To  reconstruct  images  from  this 
composite signal, the spatial origin of each component must be established. In this section, the 
prevalent  encoding  strategies  for  each of  the  three  spatial  dimensions  are  outlined.    Section 
1.1.6 will address how this information is subsequently decoded and images reconstructed. To 




















2D MRI acquisitions,  the  selectively excited  slab  is  sufficiently  thin  to not  require any  further 
spatial  encoding,  and  is  generally  referred  to  as  a  ‘slice’.  In  3D MRI,  a  slab  corresponding  in 
thickness  to multiple  slices  is  excited and  thus  simultaneously  contributes  to  the measurable 
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Following  the slab selective excitation of a system of spins, a magnetic  field oscillating at  the 
Larmor  frequency  is generated. The application of a  read out gradient modulates  the Larmor 
frequencies  along  the  gradient  orientation  thereby  encoding  the  spatial  origin  of  spins  along 



















all  spins  are  in  phase.  The  application  of  a  gradient  of  particular  amplitude  for  a  specific 
duration  of  time  imposes  a  position‐dependent  phase  offset  along  the  orientation  of  the 
gradient  (c.f.  Figure  1‐14).  The  application  of  this  phase  offset  is  subsequently  followed  by 
signal acquisition in presence of frequency encoding gradients, as described above. This process 









gradient.  Since  frequency  is  defined  as  the  rate  of  change  of  phase,  the  main  difference 
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between  frequency  and  phase  encoding  lies  in  the way  in which  the  encoding  is  applied.  In 
frequency  encoding  the  evolution  of  the  signal  over  time  is  sampled  at  a  constant  gradient 
strength,  while  in  phase  encoding  the  gradient  strength  is  altered  and  applied  for  a  given 





With  spatial  encoding  performed  as  described  above,  the  recorded  signal  will  comprise  an 
additive combination of signals from all voxel elements (voxels) of the excited slab. The spatial 
location of each signal‐contributing voxel  is encoded by  its  frequency, and  the corresponding 
















Following  a  slice‐selective  excitation  and  the  application  of  frequency‐  and  phase  encode 
gradients for in‐plane spatial encoding, a discrete signal element !!!!! can be described as: 
 
































results  in molecular or particle mixing  in absence of bulk motion  (2).  It was  first  reported by 
Robert Brown  in  1828  (5),  and  later  characterized by  Fick  (6)    and Einstein  (7).  In  tissue,  the 
random  motion  of  thermally  excited  water  molecules  leads  to  the  physical  interaction  of 
diffusing  spins  and  surrounding  tissue.  Various  tissue  components,  such  as  cell  membranes, 
fibres  and  macromolecules  impede  diffusion  paths,  thus  imprinting  information  about  the 
tissue  microstructure  on  the  statistical  distribution  of  Brownian  displacements.  Quantitative 
characterizations  of  the  resulting  diffusion  profiles  thus  provide  information  about  the 
microstructural composition and structural organization of tissue on a macroscopic scale. 
This  section  will  outline  common  techniques  used  to  sensitize MRI  acquisitions  to  diffusion, 
calculate diffusion properties from measured data, and interpret results. 
 




As  already  alluded  to  in  Section  1.1.3,  magnetic  field  gradients  can  be  used  to  impose  a 
position‐dependent  phase‐shift  on  spins.  The  sensitization  of  acquisitions  to  motion  can  be 
achieved through the application of a set of gradients of equal magnitude but opposing effect. 
This has no effect on static spins since phase shifts imposed by the first gradient are reversed by 
the  second.  If mobile  spins,  on  the other hand,  are  at  different physical  locations during  the 
application of the first and second gradient, a net phase shift is imposed.  
On  a  voxel  level,  the  effects  of  different  categories  of motion will  differ  as well.  This  can be 
exploited to allow the selective assessment of a specific category of motion. In general, motion 
can  be  grouped  into  three  main  categories  (8).  Bulk  motion  is  defined  as  the  coherent 
displacement  of  all  water molecules  by more  than  a  voxel‐dimension.  This  sort  of motion  is 
often observed when  the  subject being  scanned moves during  the  acquisition,  and  results  in 
mis‐registration  of  datasets  and  image  artefacts  such  as  ghosting.  The  second  category  of 
motion is flow, which is defined as a one‐directional movement of water molecules resulting in 
displacements of less than the voxel‐dimension. Flow results in a shift in the phase of the signal, 




third  category  of  motion  is  intra‐voxel  incoherent  motion  (IVIM),  which  includes  Brownian 
motion.  In  the  presence  of  displacement  encoding  gradients,  the  ensuing  loss  in  phase 
coherence of spins within a voxel results  in a  loss  in signal amplitude of magnitude images as 
illustrated in Figure 1‐15.  











Given a gradient pulse of  strength G and duration δ,  the phase difference with  respect  to an 
arbitrarily defined reference point (x=0) is given by equation 1.30 below. 
 









Diffusion MRI  aims  to  characterize  Brownian motion  of  underlying  spins.  Due  to  its  random 
nature, Brownian motion is typically characterized through its probability distribution function 
(pdf),  describing  the  population  of  molecules  at  a  defined  location.  In  absence  of  physical 
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Having  defined  a  relationship  between  the  imposed  phase  shift  and  spin  displacement  in 
presence of a  linear gradient  in equation 1.30, and  the mean displacement and  the diffusion 
constant in equation 1.33, this can be related to the measurable signal attenuation.  
It  is  intuitive  that  the  magnitude  of  the  measureable  signal  intensity  can  be  calculated  by 
integrating the product of spin population and the corresponding components of magnetization 
along  direction  x.  As  illustrated  in  equation  1.34,  the  relative  signal  change,  !,  of  a  voxel 





sensitization gradient !!will  be  less  than one, we  can establish  that diffusion will  result  in  an 
attenuation  of  the  signal.  Since  these  depend  also  on  the  proton  density,  signal  relaxation 
properties  (T1,  T2)  and  acquisition  protocol  parameters  (e.g.  TE,  TR)  both  need  to  be 
determined through individual measurements. 













A  simplification  of  the  relationship  for  !  can  be  achieved  by  splitting  the  phase  term  into 
trigonometric real and imaginary components.  
 
The  imaginary  term  is  an  asymmetric  function  integrated  over  ‐∞  to ∞  and  thus  reduces  to 
zero. By integrating the real term of 1.35 over space (x), we obtain  







To  simplify  this  equation, we define  time  t1  =  0,  and  the  time  intervals  t1  :  t2  = δ,  t1  :  t3  = Δ. 






represent  known  user‐selected  acquisition  protocol  parameters.  For  simplicity,  these  are 
commonly summarized as a single value termed the b‐value. 

















Accordingly,  using  Einstein’s  equation  for  diffusion  (equation  1.32)  typical  molecular 
displacements during this time are in the order of 4 – 15 μm.  
The magnitude of this displacement  is thus comparable to the size of cells  (9). This  illustrates 
that measurements are sensitive to characteristics of the tissue environment on a cellular scale. 
This  unique  and  powerful  ability  allows  Diffusion MRI measurements  to  provide  information 
about the micro‐structural environment of cells. Combined with its quantitative nature, which 
allows for  the detection of minute deviations  from normality,  this potentially makes diffusion 
measurements a powerful biomarker of disease. 
Any environmental property that is to be assessed through its effect on diffusion must have a 
smaller  dimension  than  the  diffusion  distance.  This  highlights  the  role  of  diffusion  times  for 
sampling  structures  of  different  physical  sizes.  In  in  vivo  measurements  of  human  neuronal 
tissue,  these  diffusion  distances  are  in  the  order  of  magnitude  of  protein  filaments,  cell 
membranes, cell organelles and myelin sheaths (8).  
Strictly speaking, the presence of obstacles impeding Brownian motion violates the assumption 
that  displacements  follow  a  Gaussian  distribution  (equation  1.31).  As  a  result,  calculated 
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in  living  systems  physical  boundaries  often  lead  to  inhibited  and  preferred  axes  of  diffusion, 
resulting  in  anisotropic  diffusion  profiles.  In  tissue  regions  comprising  coherent  fibrous 
structures  (e.g.  axonal  tracts,  protein  filaments  in  muscle),  the  orientation  of  preferred 
diffusion forms contiguous paths allowing the depiction of their structural connectivity.  
While  an  intuitive  approach  for  the  characterization  of  3D  diffusion  profiles  is  to  directly 
measure signal attenuation along a large number of non‐collinear measurements, this approach 
is  time‐consuming and may  reduce  the practical  applicability of  such measurements  in many 
routine  applications.  A  popular  alternative  technique  is  to  define  a  geometric  model  of  the 
diffusion  profile  shape  allowing  the  number  of  required measurements  to  be  limited  to  the 
parameters  underlying  that  model.  This  is  the  strategy  pursued  in  Diffusion  Tensor  Imaging 
(DTI) where 3D diffusion profiles are assumed to take the shape of a symmetric ellipsoid.  
 




DTI  has  established  itself  as  the  prevalent  technique  for  the  characterization  of  diffusion  in 
living tissue by offering a favourable compromise between the achievable accuracy of diffusion 
models and the number of acquisitions required. To uniquely characterize a symmetric ellipsoid 
of  unknown  orientation,  a  minimum  of  six  measurements  performed  along  non‐collinear 







Both  the  Tensor  and  the  Eigenvector/value  representations  describe  the  diffusion  within  a 
voxel  ellipsoid  in  3D  space  in  which  they  are  measured.  In  the  Tensor  representation,  the 
diagonal  elements  provide  information  about  the  size  of  the  ellipsoid, while  the off‐diagonal 
elements  carry  information  about  its  rotation  (i.e.  Dxy/Dyx  specify  rotation  about  the  z‐axis, 
Dxz/Dyz about the y‐axis, and Dyz/Dyz about the x‐axis). The Eigenvector/value representation, on 
the other hand,  conveniently  splits measurements  into  the  three  (rotationally  invariant)  radii 
!!! !!! !!! and their respective orientations v1, v2, v3 corresponding to the principal axes of the 
ellipsoid. 
While  the Eigenvector/value  representation may be more  intuitive  to  interpret,  it  is easier  to 
relate  measurements  to  Tensor  elements.  To  incorporate  information  about  not  only  the 
degree of diffusion sensitization used, but also the direction of gradients applied,  the b‐value 
and  gradient  strength  of  equation  1.40  must  be  replaced  by  vectors  b  and  G  respectively. 
Equation 1.43 depicts  the equation  relating multiple diffusion measurements  to  the diffusion 
Tensor 




In  practical  applications,  however,  it  is more  common  to  calculate  the  Tensor  using  a  least‐
squares fit rather than to calculate it directly. This has two main advantages (8): First the signal 
intensity with zero diffusion weighting (So) often cannot be obtained directly because imaging 
















To  simplify  the  representation,  and  extract  characteristics  of  interest  from  the  multi‐
dimensional  diffusion  Tensor,  various  scalar  indices  have  been  defined.  Prominent  examples 
include: 
(i) Mean diffusivity (MD): 








A  common way  of  enriching  the  information  contained  by  the  FA maps  is  to  superimpose  a 
colour  coding  corresponding  to  the  orientation  of  the  principal  Eigenvector  to  represent  the 
direction of the underlying fibre bundles. Examples of Eigenvalue images, MD, FA and colour FA 
maps are illustrated in Figure 1‐17 below. 









As  discussed  in  section  1.2,  an  acquisition  sequence may  be  sensitized  to  Brownian motion 
through  the application of a  set of magnetic  field gradient pulses.  This, however,  also makes 
acquisitions  susceptible  to  other  types  of motion,  thus  adversely  affecting  image quality  and 
diffusion measurement accuracy. As a result, an important practical requirement of in vivo DTI 
is  the  availability  of  data  sampling  strategies  displaying  sufficient  insensitivity  to  coherent 
motion.  The  most  widely  used,  and  current  gold  standard  acquisition  module  (13)  in 
contemporary DTI acquisitions is EPI (12). In fact, diffusion MRI only entered the clinical domain 
when  manufacturers  made  EPI  available  on MRI  scanners  (13).  This  section  will  outline  the 
challenges  of  motion  to  diffusion  MRI  measurements,  introduce  EPI  and  outline  both  its 
strengths and weaknesses. 
 





of  diffusion  sensitization  gradients,  (as  illustrated  in  Figure  1.15).  This,  however,  also makes 
acquisitions  more  sensitive  to  coherent  bulk  motion.  Over  the  duration  of  a  typical  MRI 
acquisition, phase shifts resulting from macroscopic motion are in the order of 10 to 100 times 
larger than those resulting from diffusion (13). Although in theory the effect of coherent motion 
results  in  global  coherent  phase  shifts,  which  should  not  manifest  in  magnitude  images,  a 




experience a different phase  shift  depending on  the magnitude and direction of motion  that 
has occurred at the time of its acquisition. Such phase incoherencies across phase encode lines 
in k‐space result in image ghosts along the phase encode direction, and the spreading of signal 









Various  techniques  have  been  developed  to  alleviate  and/or  correct  motion  induced  phase 
errors. These include the minimization of motion through physical restraints (14) and, primarily 




reconstruction. While  these  strategies  provide  different  levels  of  relief  from motion  induced 





EPI  produces  a  series  of  gradient  echoes  with  a  bipolar  oscillating  readout  gradient.  Each 
gradient echo  in  the echo  train  is  individually phase encoded  through phase encode gradient 
‘blips’ so that multiple k‐space lines can be recorded from a single RF‐excitation. Single‐shot EPI 
(Figure  1‐19)  is  an  acquisition  sequence  capable  of  recording  a  full  image  from  the  echoes 
generated by a single excitation. As a result, diffusion sensitization gradients for an entire image 
only  need  to  be  applied  once,  and  the  time  allowed  to  lapse  between  the  acquisition  of 
successive phase encode lines of k‐space is reduced effectively.  








While  the  speed of  acquisition achieved by EPI  thus provides  it with distinct  advantages,  the 
lengthy k‐space trajectory (traversing all of k‐space rather than just one line per excitation) and 







direction.  The  receiver  bandwidth  is  defined  through  the  sampling  rate  in  k‐space.  Since  an 
entire frequency encoded line in k‐space is sampled before each phase encode increment, the 
sampling  rate along  the phase encode direction  is  relatively  low.  In MRI,  the pixel bandwidth 
refers  to  the  difference  in  MRI  frequencies  between  adjacent  pixels.  Any  frequency  error 






imperfections  in Bo,  imperfect shimming and magnetic  field gradients between regions within 
the FOV of different magnetic susceptibility (e.g. bone, air filled cavities). Rapidly switching of 
magnetic  fields may  induce Eddy‐currents  in  conducting  components of  the MRI  system. The 
powerful and rapidly switched gradients used  for  the sensitization of acquisitions  to diffusion 
thus  pose  an  inherent  challenge  for  the  acquisition  of  diffusion  weighted  images  (DWI). 
Variations in the orientation of these gradients lead to different Eddy‐current distortions in the 
various  images,  thereby  reducing  voxel‐to‐voxel  correspondence  in  acquisitions  comprising 













is  that due  to  their  chemical  shifts,  the  signals of water  and  fat may be displaced by  several 
















8‐channel  SENSE  head  coil  with  inner  diameters  of  23  cm  x  24  cm  used  was.  The  gradient 
system  on  the  7  T  scanner  was  comparatively  weaker  achieving  40  mT  m‐1  using  passive 
shielding  and gradients  achieving  a maximum gradient  strength of  40 mT m‐1.  The head  coil 
was a Nova Medical (Wilmington, MA, USA) receive SENSE head coil with 16 output channels. 
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Chapter 2. :  Quantitative  assessment  of  the 
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2.1 Introduction 
The  aim  of  this  study  was  to  quantitatively  assess  the  effects  of  cardiac  pulsation  on  DTI 
acquisitions  recorded  under  a  protocol  used  routinely  in  clinical  and  biomedical  research 










for  contemporary human DWI  scans),  results  in displacements of  approximately  10 µm  (1,2). 
The high motion sensitivity, however, also makes Diffusion sensitized acquisitions susceptible to 
unwanted sources of motion.  
In  order  to  selectively  sensitize  acquisitions  to  a  particular  type  of  motion,  the  effects  of 
unwanted motion must thus be minimized. This can be achieved through the use of appropriate 
acquisition  sequences  that  are  insensitive  to  the  effects  of  the  unwanted  motion.  For  this 
purpose, motion  can  be  divided  into  two main  categories,  namely  voxel  coherent  and  intra‐
voxel incoherent motion (IVIM). 
In  voxel‐coherent motion,  such  as  physical  head movements,  spins within  voxels  experience 
identical  displacements.  The  resulting  preservation  of  phase  coherence  leads  to  a  net  phase 
shift  in  the  resulting  signal,  while  its  intensity  remains  unchanged.  If  all  lines  of  k‐space  are 
acquired under identical motion patterns, this type of motion would therefore not manifest in 
magnitude  images.  However,  since  specific  physical  motion  patterns  typically  do  not  repeat 
themselves  identically,  acquisition  sequences  based  on  multiple  excitations  lead  to  phase 
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inconsistencies between k‐space lines. This may lead to image ghosts along the phase encode 
direction.  The  prevalent  strategy  to  reduce  the  susceptibility  of  in  vivo  DTI  acquisitions  to 
physical motion  is  to use ultra‐fast  single‐shot acquisition sequences capable of producing an 
entire image from the signal generated by a single RF excitation. Alternatively, phase errors can 
be determined, and subsequently corrected, by the use of navigator echoes.  
Intra‐voxel  incoherent  motion  (IVIM)  can  result  from  spins  moving  in  fluids  with  different 
velocities and/or directions at a sub‐voxel  level. Processes  resulting  in  IVIM  include Brownian 




it  is  not  eliminated  by  the  acquisition  strategies  described  above.  The  ability  to  selectively 
measure the effect of IVIMs provides a basis for practical diffusion MRI measurements.  
The multitude of  processes  that may  lead  to  IVIM,  however, may  lead  to overestimations of 
diffusion  coefficients.  Indeed,  the  quantification  of  IVIM  has  also  been  proposed  for  the 
measurement of  tissue perfusion  (e.g.  (28)).  Specifically  in  the presence of  cardiac pulsation, 
blood  pressure  changes  may  lead  to  varying  rates  of  capillary  blood  flow  and  thus  IVIM.  
Alternatively,  phase  contrast  (PC)  and  complementary  spatial  modulation  of  magnetization 









in  the human brain have been reported  in recent years. With the exception of one study  (5), 
artefacts  were  observed  unanimously  in  ungated  single  direction  DWI  measurements  (6,7), 
scalar Diffusion Tensor (DT) indices (6,8,9) and tractography results (10).  
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Observations supporting the attribution of observed signal‐void artefacts in DWI acquisitions to 











window within  the  cardiac  cycle.  Although  optimized  acquisition‐gating  schemes  that  reduce 
scan time increases by acquiring data in unaffected regions during periods of increased motion 
have been developed (6), these tend to increase the complexity of scan planning and execution.  
On  the  other  hand,  while  the  ‘costs’  of  gating  are  thus  considerable,  limited  quantitative 
information  is  available about  the benefit  it  provides  in  terms of data quality  improvements. 
The  transient  character  of  CPAs,  combined  with  long  acquisition  times  resulting  from  the 
composite  nature  of  DTI  acquisitions  make  their  reliable  quantitative  characterization 
challenging. Previous investigations into description of CPAs typically minimized the number of 
directions  along which diffusion was measured.  This  strategy achieved  two effects  conducive 
for  the detection of CPAs. First, by maximizing the number of acquisition repeats  that can be 
acquired,  shortening of  the acquisition  time per dataset  improves  the  likelihood of  recording 
DWI acquisitions with CPAs in representative proportions to acquisitions free of CPAs. Second, 
by eliminating  the averaging effect of basing Diffusion Tensor  (DT) calculations on more  than 
the minimum required number of measurements, the susceptibility of each dataset to CPAs is 
effectively maximized. Indeed, single diffusion weighted acquisitions were generally sensitized 
to  motion  along  the  z‐axis  which  was  expected  to  concur  with  the  direction  of  maximum 
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motion (3) and thus artefact. However, single direction DWI measurements are rarely used in 
clinical  practice.  Similarly,  clinical  DT  calculations  are  usually  based  on  measurements  along 
more  than  the  minimum  six  directions  (11,12).  The  true  susceptibility  of  DTI  acquisitions 
acquired under routinely used protocols to CPAs, and the magnitude of resulting artefacts, can 
thus not be inferred from the existing studies. This  lack of  information has  led to decisions of 
whether or not to include gating in DTI acquisition protocols to be considered on a case‐by‐case 
basis,  and  at  the  discretion  of  the  physician/researcher.  This  may  result  in  inconsistent  and 
possibly sub‐optimal design of DTI acquisition protocols. 
Furthermore,  for  a  wide  range  of  DTI  applications  (e.g.  detection  of  regions  affected  by 
ischemic  stroke  (13),  depiction  of  the  gross  structural  connectivity  of  cortical  regions  in  the 
brain  etc.),  a  qualitative  visual  analysis  of  diffusion measurements  is  sufficient  to  obtain  the 
desired  information  due  to  the  obvious  contrast  between  diseased  and  healthy  tissue. 
However, a shift  towards a better utilization of  the quantitative nature of diffusion metrics  is 
currently underway (14). Quantitative analysis allows the detection and tracking of deviations 




with  the  growing  popularity  of  diffusion  MRI  in  both  research  and  clinical  practice,  this 




This  investigation  was  aimed  at  the  providing  a  quantitative  assessment  of  CPAs  in  a  DTI 
acquisition protocol used routinely in clinical practice.  
The  design  of  this  investigation  built  on  existing  knowledge:  A  pilot  to  this  study  (18) 
demonstrated  two  findings  important  for  both  the  motivation  of  this  investigation  and  its 
general  strategy.  First,  it  established,  for  the  first  time,  that  CPAs  could  indeed  lead  to  a 
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measurable  loss  in  precision  of  DTI  metrics  recorded  under  routinely  used  DTI  protocols. 
Second,  it  demonstrated  that  the  number  of  DTI  acquisitions  that  can  be  recorded  during  a 
single  scan  session  was  insufficient  for  a  quantitative  characterization,  or  even  reliable 
detection, of CPAs. Subjectively perceived variability  in  the magnitude of CPAs  reported  from 
different sites (ranging from being very pronounced (7), to moderate (6), to not detectable at 






CPA‐properties.  Secondly,  this  information  is  used  to  design  appropriate  simulations  for  the 
quantification  of  the  effects  of  CPAs  on  DT  indices.  Finally,  this  characterization  is  used  to 
inform  whether,  and  if  so  when,  cardiac  gating  should  be  considered  in  clinical/biomedical 
research applications.!
  !
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of  data  gated  to  specific  points  in  the  cardiac  cycle.  To  keep within  the maximum  total  scan 
duration  of  1  hour  per  session,  as  specified  in  the  project  approval  from  the  local  ethics 
committee, the slice coverage was limited to a single slice. The positioning of this slice was to 
be selected to ascertain the strongest CPA effects induced in the brain. Both cardiac pulsation 
induced  tissue  displacements  (3,4),  and CPAs  in DWI  acquisitions  (6,7,9)  have  been  reported 
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highest  in  the  brainstem  and  medial  inferior  brain  regions,  It  was  thus  decided  to  position 
axially orientated slices to traverse the brainstem.  
The  inferior  regions  of  the  brainstem  contain  highly  coherent  fibre  bundles  such  as  the 
Corticospinal  tract  (CST),  which  lie  roughly  collinear  to  the  predominant  direction  of  cardiac 
pulsation induced motion in this region. The resulting coincidence of the principal direction of 
anisotropic  Brownian  motion  with  cardiac  pulsation  induced  motion  suggests  that  CPAs  are 
likely to result in a positive bias of FA values in this region. However, since the high coherence 
of  these  tracts  results  in  FA  values  inherently  approaching  the maximum even  in  absence  of 
cardiac  pulsation  induced motion,  an  underestimation  of  FA  errors  due  to  saturation  effects 
may  occur.  Further  reasons  why  highly  anisotropic  structures  are  better  avoided  include 
concerns over  the  low SNR,  as discussed by Nunes  (6).  The midbrain, while  also expected  to 
experience  maximum  induced  motion  due  to  its  position  in  the  brain  stem,  is  less  likely  to 
experience  abovementioned  saturation  effects  due  to  the  perpendicular  orientation  of 
neuronal fibres  (as illustrated in Figure 2‐1) to cardiac pulsation induced motion. 
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Motion reduction & co‐registration 
The  acquisition  of  single  slices  makes  in‐plane  motion  correction  by  co‐registration  more 












the measurement  protocol  in  Dataset  2‐1b,  allowing  artefact  characteristics  to  be  extracted 
more accurately and reliably. 
Region of interest (ROI) selection: 
As  discussed  in  Section  2.2.1,  the  characterization  of  CPAs  was  performed  in  the  upper 





bright  and  dark  image  regions  existing  in  close  proximity.  This,  in  combination  with  the 
relatively small size of the brainstem ROI effectively makes signal intensity measurements very 
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All  ROIs  were  drawn  using  JIM  (http://www.xinapse.com)  and  subsequently  converted  into 












PC  time‐course  measurements  were  performed  at  the  beginning  of  each  scan  session  to 
measure  the  gross  through‐slice  tissue  motion  occurring  within  the  ROI.  This  provided 
reference  information  against  which  CPAs  in  DWI  time‐course  measurements  could 
subsequently be compared. 
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ADC time‐course measurements were calculated from corresponding b=0 and DWI acquisitions. 
To  account  for  orientation  dependencies  of  CPAs,  ADC  time‐course  measurements  were 
performed with  diffusion  sensitization  administered  along  the  three  orthogonal  (read,  phase 
encode  and  slice  select)  orientations.  These measurements will  henceforth  be  referred  to  as 
ADCx, ADCy and ADCz time courses respectively.  
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 Each slice acquisition was triggered by the next R-wave as measured by the scanner VCG, after which triggers 
ii
 To improve the temporal sampling at the times within the cardiac cycle experiencing maximum change, two 
further ADC measurements were performed at intermediate time-points during which the slope of the ascending and 
descending arm of the PC curve was observed to be steepest. 
iii
 The maximum total scan session duration of one hour was designed to require 50 minutes in to allow for 
variations in session duration due to inter-subject differences in heart rate. Under these constraints, four signal 
averages could be achieved. 
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5 minutes on  the  scanner bed  to allow  their heart  rates  to  settle.  This  step was  to minimize 
confounding effects of heart  rate variations occurring during  the ADC time‐course acquisition 
on both the timing and duration of CPAs. PC time‐course measurements were performed once 
at  the  onset  and  once  at  the  culmination  of  each  volunteer’s  scan  session  allowing  the 
consistency of the heart rate over the duration of the scan session to be monitored.  
To  improve  the  precision  of  measured  ADC,  time‐courses  were  recorded  with  eight  signal 
averages. This mandated a compromise in the portion of the cardiac cycle over which ADC time‐
courses were recorded. Findings of Section 2.3.1 (Characterization of CPAs in DWI acquisitions) 
demonstrated  that  cardiac  pulsation  induced  effects  occur  exclusively  in  the  first  half  of  the 
cardiac cycle, allowing the second half to be omitted. 
Data analysis 
ADC  and  PC  time‐course  measurements  were  represented  by  their  average  voxel  intensity 
within the ROI defined in Figure 2‐2.  
A number of data processing steps were  implemented prior  to  the quantitative evaluation of 
ADC  time‐course  measurements  from  Dataset  2‐1b.  These  were  aimed  at  identifying  and 
isolating  CPA  properties  that  remain  consistent  across  volunteers,  thus  facilitating  their 
subsequent  quantification.  This  had  several  advantages.  First,  it  facilitates  the  accurate 
quantification  of  CPA  properties,  by  using  the  optimized  ADC  time‐course  acquisitions  of 
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Dataset  2‐1b.  In  addition,  by  reducing  the  amount  of  data  that  needs  to  be  acquired  to 
characterize CPA properties in each volunteer of Dataset 2‐2, the scan protocol is simplified and 
more  scan‐time  can  be  dedicated  for  the  acquisition  of  volunteer  specific  data.  Finally, 
knowledge  of  CPA  properties  that  need  to  be  accounted  for  in  the  simulation  of  large 
populations of DTI acquisitions informs the selection and design of simulation techniques. The 
specific  post‐processing  steps  are  detailed  in  Section  2.3.1  (Characterization  of  CPAs  in  DWI 
acquisitions) on the basis of Figure 2‐4.  




the  following  three steps. First,  cardiac pulsation–induced ADC changes  (ΔADC) were  isolated 
by  subtracting  ADCx,  ADCy,  and  ADCz  observed  during  the  still  phase  (tD=500  ms)  from  all 
corresponding  ADC  values;  ΔADCs  were  then  normalized  to  the  maximum  value  for  each 
volunteer to omit inter‐subject differences in the magnitude of the effects. Finally, the origin of 






The  aim  of  this  experiment  was  to  quantitatively  estimate  the  maximum  effect  of  CPAs  in 
prevalent  DTI metrics  based  on  a  routinely  used DTI  acquisition  protocol.  As  illustrated  by  a 
pilot  study  (18),  scan‐time  limitations  do  not  allow  the  acquisition  of  sufficient  number  of 
repeats  for  the direct assessment, or even reliable detection, of CPA‐induced effects. For  this 
reason,  Bootstrapping  was  used  to  simulate  large  populations  of  gated  and  ungated  DTI 
datasets from multiple DTI acquisitions performed during cardiac phases of high and no cardiac 
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rates  to  settle  (c.f.  Section  2.3.1).  Dataset  2‐2  comprised  two  types  of  acquisitions  in  each 
volunteer. First, DWI time‐course measurements with diffusion sensitization gradients applied 




ms  intervals  between  25  ms  and  200  ms  after  the  detection  of  an  R‐wave.  The  brainstem 
delineation, and the calculation of mean pixel intensity values were performed online using the 












both  was  assessed.  Volunteers  were  excluded  from  further  analysis  if  they  either  displayed 
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obvious  motion  along  the  slice‐select  direction,  or  if  it  appeared  that  their  respective  time 
window had been missed. The former was tested by manually surveying all acquired b=0 scans. 
The  latter was evaluated  for each acquisition, by  comparing  the magnitude of  the  successive 
systolic and diastolic ADCz scans (c.f. Figure 2‐5). 
Bootstrapping simulations  
To  simulate  large  populations  of  gated  and  ungated  DTI  datasets,  DWI measurements  were 
selected at random from appropriate systolic and diastolic subsets of each volunteer in Dataset 











freedom  (DOF)  was  used  to  register  the  b=0  scans  of  all  DWI  and  DTI  datasets  to  the  first 
acquired b=0  scan of  each  scan  session. Obtained  spatial  transformations were  subsequently 
also  applied  to  all  corresponding  DWI  scans.  Eddy  Current  Distortion  (ECD)  was  reduced  by 
individually co‐registering all DWI scans to their corresponding b=0 scans using FSL’s (20) eddy 
current correction routine. 
 In  total, 1000  instances were generated  for each bootstrap dataset. The number of acquired 
and  simulated  DTI  datasets  was  informed  by  both  scan  time  constraints  and  previously 
published  investigations  (10,21).  For  each  simulated  DTI  dataset,  the  Diffusion  Tensor  and 
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prevalent  scalar  indices  of  FA  and  MD  were  calculated  using  FSL  (20),  and  subsequently 
summarized by a representative value corresponding to the mean value within the brainstem 
ROI illustrated in Figure 2‐2. 
Next,  the  scan‐rescan  variability  was  extracted  by  subtracting  from  each  dataset  a  baseline 
FA/MD value accordingly. This was intended to reduce the influences of anatomical differences 
between subjects, as well  as unavoidable variabilities  in  slice positioning across  sessions.  The 
baseline  was  defined  as  the  mean  FA/MD  value  of  the  diastolic  Bootstrap  dataset,  which 
represents the best guess for the true FA/MD value.  
Finally,  resulting  scan‐rescan  variability  distributions  were  represented  in  the  form  of 
cumulative  histograms.  This  is  because  the  likelihood  of  incurring  an  error  of  a  specific 
magnitude  as  represented  in  a  simple  histogram  has  little  practical  relevance.  Typically,  one 
wishes  to assess  the  likelihood of  incurring an error greater  than a  specific value, which may 
then  be  compared  to  a  defined  threshold.  Cumulative  histograms  were  generated  by 
integrating the frequency of occurrence of artefact levels from the points of the maximum and 
minimum  deviation  of  FA  and  MD  to  zero.  The  number  of  observations  in  each  bin  was 
expressed  as  a  percentage  of  total  instances  simulated.  The  height  of  such  cumulative 
histograms at any abscissa thus represents the likelihood of incurring a deviation from the best 
available  estimate  of  the  true  FA  or  MD  value  (assumed  to  correspond  to  the  distribution 
median) of that or greater magnitude. The area under the cumulative histogram is a measure of 
both the magnitude and frequency of these deviations.   
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comprises  two main  parts.  First,  an  initial  investigation was  carried  out  for  the  in‐depth  and 
quantitative  characterization  of  CPAs  in  single  diffusion  weighted  acquisitions.  Next,  this 




The  characterization  of  CPAs  in  single‐direction  DWI  acquisitions was  also  performed  in  two 
steps. First Dataset 2‐1a was recorded to provide first insights into the characteristics of CPAs, 
and  inform subsequent  refinements of  the measurement  technique. These  refinements were 
implemented  in  Dataset  2‐1b,  which  was  subsequently  used  for  the  quantitative 
characterization of the CPAs in single DWI measurements.  
In  Figure  2‐3  initial  observations of  cardiac  pulsation  induced brain motion  are  illustrated.  In 
this dataset (Dataset 2‐1a), comprising three healthy volunteers, two types of cardiac pulsation 
induced  motion  were  considered.  PC  measurements  served  the  assessment  of  gross  tissue‐
movement along the through‐slice orientation, while ADC measurements represented cardiac 
pulsation induced IVIM leading to CPAs in DWI acquisitions. The measurements of gross tissue‐





diffusion  sensitization  applied  along  three  orthogonal  directions  (ADCx,  ADCy  and  ADCz).  The 
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measurement  of  quantitative  ADC,  rather  than  qualitative  pixel  intensity  values  in  arbitrary 
units, allowed the direct comparison of observed effects. To  isolate CPAs  in DWI acquisitions, 
the change in ADC (∆ADC) from its corresponding baseline value was calculated by subtracting 
from  each  measured  ADC  value  the  median  value  calculated  over  the  corresponding  time‐
course.  
In this, and subsequent experiments, plotted values represent the mean values averaged over 
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The  effects  of  cardiac  pulsation  could  be  observed  in  both  PC  and  ∆ADC  time‐course 
measurements,  confirming  the presence of both bulk  tissue‐motion and  IVIM  respectively.  In 
∆ADC time‐courses, cardiac pulsation consistently manifests as elevated levels of ADC. This is in 
accordance with  the hypothesis  that cardiac pulsation  induced motion may  lead  to  IVIM that 
cannot  be  distinguished  from  Brownian  motion  in  DWI  acquisitions,  thus  resulting  in 
overestimations of diffusion.  
The  timing  of  CPAs  in  ∆ADC  time‐courses,  with  respect  to  the  R‐wave  that  initiates  cardiac 
contraction, could be observed to vary across volunteers. CPAs consistently coincided with the 
initial  acceleration  phase  of  PC  time  courses.  No  cardiac  pulsation  induced  effects  could  be 
observed in the latter half of the cardiac cycle. 
While  the  duration  of  cardiac  pulsation  induced  effects  in  PC  measurements  spans  a  full 
duration  at  half maximum  (FDHM)  corresponding  to  approximately  30% of  the  cardiac  cycle, 
the  duration  of  CPAs  in  ∆ADC  time‐course  measurements  is  considerably  shorter.  The 
quantification of this duration is performed in Dataset 2‐1b below. It can already be observed, 
however,  that  a  considerably  smaller  portion  of  DWI  acquisitions  were  affected  by  cardiac 
pulsation  than  in  previously  reported  studies,  where  approximately  20%  of  ungated  DWI 
acquisitions displayed CPAs (6,7). 
The magnitude of maximum ∆ADC elevations induced by cardiac pulsation varied considerably 
across  volunteers.  This  was  despite  the  velocity  of  gross  tissue  motion  in  PC  time‐course 
measurements  being  comparatively  stable.  CPAs  also  demonstrate  high  levels  of  orientation 
dependence, being greatest along the direction experiencing of maximum tissue motion (i.e. in 
this  case  in ∆ADCz where diffusion  sensitization  gradients  are  applied along  the  through‐slice 
direction).  
For the selection and simplification of a simulation technique in the subsequent section, those 
CPA  characteristics  that  display  high  levels  of  consistency  across  volunteers  were  to  be 
identified and accurately measured. Although similarities in the ∆ADC traces across volunteers 
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heart  rate  over  time  may  also  have  contributed  by  blurring  induced  effects  over  time.  To 
improve heart rate stability over the duration of the scan session, volunteers were instructed to 
rest for five minutes on the scanner bed outside the magnet prior to the scan. 
Following  the  acquisition  of  data  with  these  refinements,  remaining  differences  in  the 
characteristics  of  observed  CPAs  across  volunteers  were  identified.  These  were  regarded  to 
represent  true  subject  specific  variabilities,  and  thus  needed  to  be  accounted  for  in  the 
subsequently designed  strategy  to  simulate  large  sets of  gated and ungated DTI  acquisitions. 
CPA properties that were observed to remain constant between volunteers, on the other hand, 
were  quantitatively  characterized.  To  do  this,  the  effects  of  inter‐subject  variabilites  were 
removed from recorded time‐courses through normalization.  
Specifically,  these  factors  included the time‐delay between the detection of an R‐wave  in  the 
VCG trace, and the maximum effect induced in the ROI, as well as the amplitude of the induced 
effect. First, as was done in Dataset 2‐1a, cardiac pulsation–induced ADC changes (ΔADC) were 
isolated  by  subtracting  the  corresponding  baseline  ADC  values  from  ADCx,  ADCy,  and  ADCz 
measurements.  Since  CPAs  could  only  be  observed  during  the  first  half  of  the  cardiac  cycle, 
baseline values were measured at a time‐point 500 ms after the R‐wave had been detected (tD = 
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in  all  three volunteers.  This  is notably  shorter  than  the 20 % during which  significant  cardiac 
pulsation motion has been observed in previously published DWI experiments (6,7).  
The  box  and whisker  plot  in  Figure  2‐4  illustrates  the  time  points  after  detected  R‐waves  at 
which  the  maximum  effect  was  induced  in  all  ΔADCz  time  courses  acquired  during  this 
investigation  (i.e. Datasets 2‐1a, Dataset2‐1b and Dataset 2‐2).  These  ranged between 75 ms 











For  example,  the magnitude  of  cardiac  pulsation  induced  signal  voids  between  sites  can  be 
observed to range from being very pronounced (7), to moderate (6), to not detectable at all (5). 
In  this  study  the magnitude  of  the  induced  effect  has  also  been  shown  to  vary  considerably 
between volunteers (Figure 2‐3). Similarly, while all previous investigations detected CPAs in 20 
% of  ungated measurements,  Figure  2‐4  illustrates  that  on  the  in‐house  scanner  only  6 % of 
ungated acquisitions were susceptible.  
Keeping  these  considerations  in  mind,  the  use  of  a  modified  variant  of  bootstrapping 
simulations was proposed as a means to boost the number of achievable DTI dataset repeats 
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selection  and  replacement  of  individual  scanned  measurements  from  a  set  of  repeated 
acquisitions.  
Bootstrapping  simulations  have  received  widespread  acceptance  as  a  technique  for  the 
characterization of DTI measurement precision, and have even been used to detect effects of 









recorded  data.  Potential  concerns  included  through‐plane  head  motion,  which  cannot  be 






assessed  by  directly  comparing  the  systolic  and  diastolic  ADCz  of  repeated  DTI  acquisitions 
(Datasets 2‐2). The results are plotted in Figure 2‐5 below.  
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systolic  repeat‐average  ADCz  values  can  be  observed  as  being  consistently  higher  than  their 
diastolic  counterparts.  The  relatively  narrow  error  bars  corresponding  to  one  standard 
deviation  of  ADCz  values  over  repeated  acquisitions  also  demonstrate  the  reliability  of  this 
approach. 
Bootstrapping Simulations 
The  final  step  of  this  investigation  was  to  perform  the  Bootstrap  simulations  and  the 
subsequent evaluation of the distribution of measurements of gated and ungated acquisitions. 
These were assessed for both for individual subjects and averaged over the group. 
As  described  in  Section  2.2.2,  following  the  generation  of  the  Bootstrap  DTI  datasets,  the 
baseline  FA  and MD  values were  subtracted  from each  simulated  dataset.  This  had  the  dual 
effect of isolating scan‐rescan variability from the simulated datasets, while making acquisitions 
robust  against  unavoidable  differences  in  slice‐placement.  To  determine  the  likelihood  of 
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large population of  FA  and MD measurements,  the distribution of  results  in  gated Bootstrap 
datasets  represents  the  scan‐rescan  variability  resulting  from  factors  other  than  CPAs.  The 
difference thus provides a measure of the practical relevance CPAs in DTI acquisitions. The area 
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are  small  compared  to  the precision of  gated measurements,  implying  that  in  group  studies, 
other sources of scan‐rescan variability outweigh the effects of cardiac pulsation on the tested 


























  for  FA  and  MD, 
respectively.  This  level  of  artefact  susceptibility may  be  of  practical  relevance  in  applications 
such as the diagnosis and monitoring of disease.  
Since  it  is  not  practical  to  determine  the  level  of  cardiac  pulsation  induced  artefact  in  every 
patient  with  the  technique  described  above,  factors  that  may  be  used  to  predict  the 
susceptibility  of  individuals  to  CPA  (e.g.  blood  pressure,  height,  age,  sex)  should  ideally  be 
investigated  and used  to  screen patients  in  relevant  applications. While  this was outside  the 
scope of this investigation, a potential interim solution is proposed below. 
Two scalar indices, the measurement and simulation effect index were defined to quantify the 
magnitude  of  CPAs  in  measured  and  simulated  data  respectively.  The  measurement  effect 
index  is defined as  the difference between the repeat averaged systolic and diastolic ADCz  to 
represent the CPA magnitude. In a practical setting, this could be determined through a simple 
ADC  time‐course  measurement  at  the  onset  of  the  scan.  The  simulation  effect  index  was 
defined as the percentage change in area under cumulative histograms for simulated ungated 
and  diastolic  gated  datasets  representing  the magnitude  and  frequency  of  cardiac  pulsation 
induced changes in FA and MD. 
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and  DTI  datasets  in  the  human  brain  to  cardiac  pulsation  induced  motion  (5‐10),  but  also 




it  impractical  for  a  number  of  applications. Modifications  of  this  technique  to  increase  scan‐
time efficiency include acquiring data at locations that are not affected by cardiac pulsation at 
times of increased motion (6). The scan time improvement of this approach, however, is subject 
to  the  scan  geometry  used.  Alternative  strategies  include  post  processing  steps  for  the 
automatic detection and exclusion of compromised DWI acquisitions (22), or possibly the use of 
lower b‐values to reduce the sensitivity of acquisitions to motion induced artefacts. 
Despite  compelling  findings  regarding  the  susceptibility  of  DWI  acquisitions  to  CPAs,  and 
considerable  investment  of  research  efforts  for  the  development  of  techniques  to  alleviate 
CPAs in DTI, cardiac pulsation induced effects are often disregarded in practical applications. A 
main  reason  for  this  is  expected  to  be  the  lack  of  quantitative  information  regarding  the 
magnitude  and  frequency,  and  thus  practical  relevance,  of  CPA  induced  effects  in  DTI 
acquisitions.  With  the  proliferation  of  quantitatively  evaluated  DTI  measures  in  clinical  and 
biomedical  research  applications,  the  debate  of  whether  or  not  cardiac  pulsation  induced 
effects need to be alleviated, or at least accounted for, is likely to become even more important 
in future. 
The main  challenge  that  has  thus  far  prevented  the  quantitative  assessment  of  CPAs  in  DTI 
acquisitions has been that required scan times would be too long to be compatible with in vivo 
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acquisitions, as confirmed  in a pilot  study  (18). To overcome this challenge,  this  investigation 
was  carried  out  in  two  steps;  first  a  comprehensive  characterization  of  CPAs  in  single  DWI 
acquisitions  was  undertaken,  and  subsequently  used  to  inform  the  design  of  simulations 
allowing the quantitative characterization of CPA effects in a routinely used DTI protocol. 
For the first step, ADC measurements were recorded over the duration of the cardiac cycle and 
along  different  diffusion  sensitization  orientations.  The  characterization  of  CPAs  in  DWI 
acquisitions was necessitated by a number of reasons. First, artefact characteristics have been 
observed  to  vary  across  sites  (e.g.  in  (5),  (6)  and  (7))  and  thus  needed  to  be  independently 
determined  for  the  scanner  used.  Second,  artefact  characteristics  that  are  consistent  across 
volunteers could be accurately quantified here. This was subsequently used to both inform the 
selection  and  simplify  the  design  of  simulations.  Finally,  direct  comparisons  of  the  effects  of 
IVIM  and  bulk  tissue  displacements  of  constant  velocity  provide  further  insight  into  the 
mechanisms underlying the induced artefacts. 
ADCz  time‐course  measurements  were  found  to  consistently  coincide  with  the  initial 
acceleration phase of  PC measurements of  tissue motion.  The duration of  cardiac pulsation–
induced effects was  consistently  found  to  correspond  to approximately 6 % of  the heartbeat 
duration, in contrast to previous studies (6,7) where roughly 20 % of ungated DWI acquisitions 
displayed  effects  of  cardiac  pulsation.      Finally  although  according  to  PC measurements,  the 
rates  of  tissue  displacement  were  relatively  consistent  across  volunteers,  the  magnitude  of 
CPAs was observed  to  vary  considerably more.  Time  courses  for ADC  (Figure 2‐3,  Figure 2‐4) 
closely  resemble  pulsatile  brain movements  experienced  by  the  brainstem  (3)  in  both  shape 
and duration. 
Investigations  into  signal  attenuations  instigated  by  non‐Brownian  motion  (23‐27)  have 
identified a number of  attenuation mechanisms  that may  lead  to motion  induced  signal‐void 
artefacts.  Such  movement  could  potentially  be  linked  to  unwanted  attenuation  effects  via 
ghosting (24). In‐plane intra‐voxel velocity inhomogeneity has also been shown to cause signal 
voids  if motion‐induced intra‐voxel phase changes exceed π  (26). However, while such effects 
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are  expected  to  be  ‘‘all‐or‐none’’,  overestimations  of  ADCx  and  ADCy  were  found  to  be 
comparatively  small,  suggesting  that  this  condition was  not met.  Alternatively,  such  findings 
could be attributed to averaging if attenuation effects were limited to localized regions within 
the ROI. However, no evidence to substantiate such a hypothesis was found. A further potential 
source  of  artefact  is  presented  by  the  reconstruction  technique  (23).  In  partial  k‐space 
reconstruction, the boundaries of symmetrically sampled k‐space are effectively moved toward 
the  origin.  Subsequent  phase  corrections  implicitly  assume  that  phase  errors  can  be 
characterized  within  this  reduced  frequency  range.  Violations  of  this  assumption  have  been 




The  second part of  this  investigation was  to estimate  the maximum  impact  cardiac pulsation 
might have on FA and MD measurements. For this, a modification of Bootstrapping simulations 
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the  scan  session.  This  is  likely  to  prolong  the  effective  acquisition  duration  of  simulated  DTI 
datasets. Effects such as subject motion and scanner drift may therefore exist in larger amounts 
in the simulated datasets than in their measured counterparts.  
Measures  to  minimize  motion  effects  included  padding  of  volunteers’  heads  in  the  RF  coil, 
performing  co‐registration  and  reducing motion‐induced  partial  volume  effects  by  averaging 
values  over  relatively  large  ROIs  drawn  with  conservative margins. Manual  screening  of  DTI 
datasets  to  detect  motion  along  the  slice  select  direction  resulted  in  the  omission  of  two 
volunteers from the study. The factors  in points (i) and (ii) could not be taken into account  in 
the simulations and therefore must be  low enough to be considered negligible. The relatively 
large  difference  in  magnitude  of  systolic  and  diastolic  ADCzs  compared  to  the  scan‐rescan 
variability in Figure 2‐5, however, demonstrate that cardiac pulsation effects strongly outweigh 
others  such  sources  of  scan  rescan  variability.  The  high  correlation  between  simulation  and 
measurement effect indices Figure 2‐7 further attest to the quality of simulation results.   
(iii) Two state model of cardiac pulsation induced motion:  




The positioning of  the axial  single‐slice  acquisition was  intended  to  include  the  region of  the 
brain  demonstrating  the  strongest  cardiac  pulsation  induced  effects  in  FA  and MD.  This was 
done  using  existing  knowledge  of  anatomy,  flow  effects  and  impact  of  cardiac  pulsation  in 
Diffusion measurements. While, on this basis, cardiac pulsation induced effects are likely to be 
representative  of  the  highest  observable  in  the  brain,  the  possibility  of  other  regions 
experiencing equal or greater effects cannot be excluded. 
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studies.  Another  factor  that  may  play  a  role  in  determining  the  susceptibility  of  DWI 
acquisitions  to  cardiac  pulsation  is  the  scanner  field  strength  (6).  Similarly,  the  use  of  higher 
numbers of  directions  along which motion  is measured  and/or  the deployment of  robust DT 
reconstruction  schemes might  reduce  sensitivity  to  cardiac  pulsation  induced  effects.  An  in‐
depth  evaluation  and  comparison  of  scanner  hardware,  acquisition  schemes  and  DT 
calculations, however, was beyond the scope of this study. 
It  was  observed  that  cardiac  pulsation  induced  effects  may  cause  artefacts  of  practical 
relevance in DTI indices in individuals. In applications based on the quantitative assessment of 
DTI  measures  in  individuals  (e.g.  the  use  of  DTI  biomarkers  for  the  diagnosis  of  disease), 
predictive factors would be extremely valuable in screening individuals for which gating would 
be  advisable.  Such  factors  could  include  blood  pressure,  height,  BMI,  sex,  age  etc.  In  this 
investigation  a  highly  correlated  linear  relationship  was  reported  between  scalar  indices 
representing  the magnitude of CPA effects  in  large populations of  simulated DTI acquisitions, 
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While  diffusion  MRI  has  established  itself  as  a  unique  and  indispensible  tool  for 
ascertaining  the  structural  organization  and  microstructure  of  fibrous  tissue,  in  vivo 
measurements  are  subject  to  a  number  of  inherent  practical  limitations.  Diffusion 




in  clinical  practice  have  thus  far  achieved  inadequate  data  quality  when  used  in 
conjunction with  post‐mortem  tissue.  Alternative  strategies  capable  of  achieving  high 
quality  DTI  acquisitions  in  the  post‐mortem  brain  have  been  developed,  but  typically 
rely  on  the  use  of  specialized  hardware,  acquisition  sequences  and/or  tissue 
procurement procedures. As a result, their accessibility is limited to specialized research 
centres.  








The  presence  of  subject  motion  and  total  scan  time  constraints  limit  the  number  of 
suitable  acquisition  sequences  that  can  be  used  for  in  vivo DTI.  The most  prevalently 
used is single‐shot EPI due to its high acquisition speed, which allows both, the overall 
acquisition time and motion occurring during an acquisition, to be effectively reduced. 
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Resulting  improvements  in  the  achievable  data  quality  (e.g.  higher  resolutions,  lower 





to  improve  the  precision  and  accuracy  of  diffusion  estimations.  Increasing  the 
directional resolution of DTI acquisitions, however, demands longer total scan times. In 
practical  applications,  the  scan  time  is  limited  by  both  legal  regulations  (e.g. 
http://www.icnirp.de/documents/emfgdl.pdf), and the ability of a subject to keep still. 
Although  the use of  single‐shot acquisition  sequences  can  reduce  the  susceptibility of 
individual acquisitions to subject motion, it cannot eliminate it. Motion occurring during 
the acquisition of  a  single  image may  result  in  image artefacts  including  ghosting and 
even signal dropout (3). Motion occurring between acquisitions comprising a composite 
DTI dataset may result  in misalignment of corresponding voxels. The impact of subject 
motion on data quality,  and  the  statistical power of  results,  is  evidenced by observed 
improvements  when  DTI  acquisitions  are  performed  in  conjunction  with  motion 
reduction techniques, such as anaesthetization and motion restraining devices (4).  
Complexity of diffusion properties and tissue microstructure  
The  interaction  between  thermally  excited  protons  and  neuronal  tissue  is  highly 
complex, depending not only on the  intricate microstructure of  the tissue, but also  its 
biochemical  properties.  Consequently,  inferring  the  structural  organization,  bio‐
physiological  properties  and pathological  changes of  tissue  from DTI measurements  is 
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an  inherently  ill‐posed  task  (5).  Consequently,  the  interpretation  and  biophysical 
implications  of measurable DTI  indices  is  topic  of  ongoing  research  (5).  These  efforts, 
however, are constrained by  limitations  in the quality and amount of data that can be 
collected in in vivo DTI experiments as outlined in the previous two sections. To resolve 
crossing  fibres  and/or  attain  insights  into  the  micro‐structural  composition  of  tissue, 
higher  order  diffusion measurements  relying  on  higher  directional  resolutions  and/or 
higher  numbers  of  b‐values  (e.g.  diffusion  spectrum  imaging  (DSI),  High  Angular 
Resolution  Diffusion  Imaging  (HARDI)  etc.  (5))  have  been  proposed.  The  lengthy  scan 
times  required by  these  techniques, however,  limit  their practical  applicability  in  vivo. 
Another important limitation in the interpretation of in vivo measurements of diffusion 
is  the  inability  to  directly  correlate  diffusion  properties  with  histology.  Currently,  the 
development of DTI indices as biomarkers of disease is typically driven by comparisons 
of  previously  selected  diffusion  properties  in  a  cohort  of  patients  and  healthy 
volunteers,  and/or  by  correlating  it  with  a  scale  of  disease  related  impairments.  The 
ability  to  accurately  characterize  diffusion  using  higher  order  diffusion  MRI 
measurements,  and  to  directly  compare  results  with  histology  could  provide  a  more 
sensitive means of detecting pathological changes while potentially also facilitating the 
development  of  optimized  diffusion  metrics.  Improved  insights  into  this  relationship 
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Post‐mortem tissue degradation 
Tissue  degradation  after  death  presents  a  main  challenge  for  post‐mortem  MRI. 
Resulting  changes  in  NMR  signal  characteristics  and  tissue  microstructure,  may 
potentially  reduce  the  comparability  of  ex  vivo  and  in  vivo  tissue.  This  results  in  part 
from autolysis, where  intracellular  enzymes  cause  the breakdown of proteins  and  the 
self‐destruction of cells, and bacterial degradation, which is brought about by bacterial 













properties  of  post‐mortem  tissue,  although  these  findings  have  not  always  been 
consistent, as described below. 
The effect of PMI on T1 and T2 
Reports  on  changes  in  T1  and  T2  of  post‐mortem  tissue  with  increasing  PMI  are 
conflicting;  while  a  number  of  investigations  have  observed  T1  and  T2  reductions  in 
nervous  tissue  with  increasing  PMI  (10‐12),  significant  increases  have  also  been 
reported (8,9,13). Shepherd et al. commented on the methodology used to measure the 
effects  of  PMI,  which  generally  involved  fixing  tissues  at  different  PMIs  and 




fixative  solution,  and  could  be  reversed  by washing  the  brain  overnight  in  phosphate 
buffered saline (PBS) (13). 
The effect of PMI on the Apparent Diffusion Coefficient (ADC) and Mean Diffusivity (MD) 
At death, ADC  in  the brain declines by 30‐50 % of  the  in  vivo  value, and  studies have 
shown that the ADC continues to decrease significantly with increasing PMI (6,7). It has 
been  suggested  that  this  decrease  may,  at  least  in  part,  be  due  to  the  reduction  in 
temperature of the imaged ex vivo tissue when compared with tissue imaged in vivo (37 
°C  to  20  °C)  (13,14).  A  study  of  water  diffusion  in  Xenopus  oocytes  at  constant 
temperature  found only a 6 %  reduction  in ADC after  the  formaldehyde‐fixed oocytes 
were  washed  (15),  corroborating  this  hypothesis,  whilst  also  demonstrating  the 
presence of a temperature independent change in ADC. 
Reductions  in  the MD  of  post‐mortem  tissue  have  also  been  extensively  reported  (6‐
9,16,17),  with  changes  seen  to  occur  as  soon  as  6  hours  post‐mortem  (8,9).  This 






Protocols  for  fixation  aim  to  achieve  rapid  cessation  of  metabolic  activity  and 
























despite  postulated  changes  in  cell membrane  permeability  (13),  only  slight  decreases 
(25)  or  no  changes  (16,  19,  24,  26)  in  diffusion  anisotropy  can  be  expected  between 
fixed and in vivo tissue. 
In  summary,  PMI,  chemical  fixation  and  tissue  preparation  procedures  have  been 
reported  to  affect  both  tissue  diffusion  and  signal  relaxation  characteristics.  Details 
regarding the precise effects of fixative solutions on the tissue microstructures and MRI 
signal  properties,  however,  remain  sparse,  and observed  effects  are  often  conflicting. 
Despite  the widespread use of chemically  fixed tissue samples  for high‐resolution MRI 
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studies,  no  optimal  tissue  procurement  and  preparation  procedure  has  yet  been 
formulated.  
3.1.3 Previous experience with post‐mortem DTI 
In  light  of  the  potential  benefits  of  performing  DTI  on  post‐mortem  brain  tissue,  a 
number  of  attempts  have  been  reported  in  literature.  In  this  section  the  various 



















Most  experience  in  post‐mortem  DTI  and  tractography  is  on  small  animal  brains  or 
sections  of  nervous  tissue.  This  allows  the  use  of  high  field  strength  scanners  to 
maximize  the  recordable  signal,  and  powerful  gradient  coils  allowing  high  levels  of 
diffusion  weighting  to  be  achieved  within  short  echo  times.  However,  while  animal 
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models  of  disease  (e.g.  (29,  30))  have  found  widespread  application,  these  may  not 
always be directly transferrable to human anatomy (31). 
DTI of whole human un‐fixed post‐mortem brain 
An  alternative  approach  is  to  use  unfixed  post‐mortem  brain  specimens  (32).  To 
alleviate  the  detrimental  effects  of  PMI,  acquisitions  were  performed  within  a  time‐
window of  six  to  ten  hours  post‐mortem,  during which  signal  properties  are  still well 
preserved  (32). One  advantage of  this  technique  is  the  effectively  reduced PMI when 
compared with  immersion‐fixed whole human brains. This  is because  the slow rate of 
aldehyde  fixative  penetration,  found  to  be  0.5  to  1 mm/h  at  room  temperature  (31), 
suggests  that  the effects of PMI would  likely be more pronounced,  especially  in deep 
tissue  regions,  of  an  immersion  fixed human brain. Additional  advantages  include  the 
compatibility  of  this  technique  with  standard  DTI  sequences,  and  the  elimination  of 







the  challenges posed by  chemically  fixed post‐mortem whole human brain  specimens 
(33,  34).  To  this  end,  the  highly  SNR‐efficient  multi‐shot  3D  EPI  (34)  and  SSFP  (33) 
sequences,  with  b‐values  of  3000  s mm
‐2
  were  proposed.  This  allowed  high  levels  of 




  (isotropic)  to  be  achieved,  even 
displaying apparent anisotropies in the grey matter.   
As  in  the  case  of  the  approach  using  unfixed  brains  (32),  however,  the  practical 
requirements  for  the  use  of  specialised  sequence  may  prove  prohibitive  for  a  large 
segment  of  clinical  and  research  centres.  Both  acquisition  protocols  were  based  on 
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specialized acquisition sequences  that are  typically not available on a standard clinical 




also  requires  the availability of a  scanner  for  such a prolonged period of  time. Finally, 
the applicability of the proposed acquisition sequences to in vivo acquisitions is limited 
by  their  long  acquisition  times  and  sensitivity  to  bulk motion.  This  adds  an  additional 












to  have  received  widespread  acceptance.  This  is  evidenced  by  the  focus  on  the 
maximization  of  SNR  in  investigations  developing  DTI  acquisition  protocols  for  post‐
mortem brain specimens.  
While a number of these strategies were indeed successful in recording DTI data of high 
quality,  their  emphasis  on  achieving  high  SNR  typically  make  them  inaccessible  and 
incompatible with requirements of a typical clinical setting. For instance high field small‐
bore MRI scanners (28, 29) are often not available and are not suitable for whole human 
brain  scans.  Tissue  procurement  steps  that  require  brain  specimens  to  be  scanned 
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within  hours  of  death  (35)  require  flexible  scanner  availabilities,  appropriate  logistics, 
ethical  justification  and  highly  motivated  volunteers.  Similarly,  specialized  acquisition 
protocols  and  post‐acquisition  processing  steps  that  require  appropriate  expertise, 
acquisition  sequences  and  scanner  availabilities  (36,  37)  are  generally  not  feasible  in 
routine  clinical  practice.  This limits  the  use  of DTI  on  post‐mortem  brains to  a  small 
selection of centres with available expertise and resources, and thus poses a significant 
bottleneck  in  utilizing  this  technology  to  its  full  potential.  Also,  the  use  of  acquisition 
sequences  incompatible  for  use  in  vivo  could  pose  a  challenge  for  the  translation  of 
findings  to  in  vivo measurements.  Nevertheless,  these  investigations  have  effectively 
demonstrated  the  principle  feasibility  of  DTI  in  post‐mortem  brain  tissue,  as  well  as 
provided  insights  into  the  conditions  under  which  DTI  data  of  high  quality  can  be 
recorded successfully.  
The  aim  of  this  investigation  was  to  identify,  characterise  and,  where  possible, 
overcome  factors  that have prevented  the acquisition of adequate quality DTI data of 




of  the  anticipated  long  acquisition  times  needed  to  overcome  hypothesized  SNR 
limitations,  and  the  sheer  number  of  additional  potential  factors  that  that  may 
contribute to observed losses in data quality. The latter results from the lack of coherent 
information  on  the  detrimental  effects  of  death  and  tissue  fixation  on  signal 
characteristics,  the  optimum  acquisition  protocol  settings,  and  the  minimum 
requirements to achieve adequate DTI data quality in post‐mortem brain specimens.  
The strategy pursued  in this study was to compare and contrast the performance of a 
routinely  used  clinical  acquisition  sequence, with  the most  closely  related  acquisition 
protocol  that  has  been  successfully  used  to  record  DTI  in  the  chemically  fixed whole 
human post‐mortem brain.  This  latter  sequence will  henceforth be  referred  to  as  the 
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"benchmark  protocol"  in  this  chapter.  By  using  identical  parameter  settings wherever 
possible,  the  list of potential critical  limiting  factors was effectively narrowed down to 
include only those acquisition parameters that differed significantly.  
The  investigation was performed  in  two parts.  First,  a  framework was defined, where 




contribution  to  losses  in  data  quality  in  post‐mortem  DTI  acquisitions.  Wherever 
appropriate,  strategies  towards  the  alleviation  of  these  factors  were  proposed  and 
practically assessed. 







In  total,  three post‐mortem brains were used  in  this  investigation.  In compliance with 
the  ethical  approval  this  project  was  performed  under,  post‐mortem  brain  donors 
suffered  from  neurological  disorders.  Case  specific  details  (such  as  PMI,  time  since 
fixation, cause of death, age of patient etc.) were not available. For the comparison of 
brain  anatomies,  T1  weighted  anatomical  acquisitions  are  illustrated  in  Figure  3‐1 
below. 
Post‐mortem brain fixation 
Fixation  was  performed  after  a  post‐mortem  interval  (PMI)  of  typically  4  days  by 
submersing the brain in 4 % formalin for a time span of 6 weeks. 
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Pre‐scan post‐mortem brain preparation: 
Prior  to placing  the post‐mortem brain  in  the scanner, a number of preparatory steps 
were taken to allow the specimen to remain in the scanner for long periods of time, and 
improve  the  quality  of  acquisitions.  To  preserve  the  structural  integrity  of  the  brain, 
extreme care was taken when handling the specimen during all steps of the preparation. 
As a preliminary step to prepare formalin fixed brains for scanning, they were washed 
for 24 hours  in  tap water.  This had  the dual  advantage of  facilitating  rehydration and 
reducing  formaldehyde‐induced  T2  shorting.  The  brain  was  then  placed  into  an  MR 
compatible holder, comprising two hemispheres, as  illustrated  in Figure 3‐2. The brain 
was placed top‐down into the bottom hemisphere, with the occipital lobes aligned with 




both  hemispheres,  which  were  then  fastened  using  plastic  screws.  10  %  (w/v)  saline 
solution, prepared using 99 % pure NaCl and distilled water, was filled through a hole in 
the top hemisphere (label 2 in Figure 3‐2). This opening was subsequently sealed using a 
plastic  screw.  The  holder  was  finally  wrapped  with  cling  film  to  provide  external 
pressure on the Blu‐tack® thus improving the seal. 
Air  pockets  within  the  brain  tissue  were  unavoidable  and  introduced  magnetic  field 
inhomogeneities  at  the  tissue‐air  interface.  The  high  sensitivity  of  EPI  acquisitions  to 
magnetic  field  inhomogeneities  could  potentially  result  in  significant  distortions  and 
signal dropout. The holder was carefully rotated in all directions for about 20 minutes to 
facilitate  the  escape  of  air  thus minimizing  air  pockets.  Displaced  saline  solution was 
refilled to replace the volume of air in the holder. Finally, the brain was placed into the 
RF‐coil  of  the  scanner  and  left  there  for  an  hour  before  Diffusion  acquisitions  were 
performed. This was  to allow  for  the brain  tissue  to  settle,  thus  reducing any  residual 
motion that may occur between acquisitions. 
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the  only  hypothesized  critical  limiting  factor  for  chemically  fixed  whole  human  post‐
mortem brain specimens acquired under a standard in vivo acquisition protocol.  
The  assessment  of  SNR  sufficiency  was  based  on  both,  the  rate  of  transverse  signal 

















In  Datasets  3‐1b  to  e  the  SNR  of  a  selection  of  non‐diffusion  weighted  EPI‐based 
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SNR quantification was performed using the multiple acquisition (MA) method (37) for 

















Scanner   SPMMRC 3 T  SPMMRC 3 T  SPMMRC 3 T  SPMMRC 3 T 
Repetition time (in ms)  500  100  500  500 
Echo times (in ms)   19  11  17  42 
EPI factor  91  31  91  181 
Field of view  (in mm)  182 x 182 x 84  182 x 182 x 84  182 x 182 x 84  182 x 182 x 84 
Matrix  92 x 92  92 x 62  92 x 92  181 x 182 
Slice thickness  (in mm)  21  21  21  42 
Number of slices  4  4  4  2 
Number of signal averages   1  1  1  1 
SENSE reduction factor  No  No  No  No 
Bandwidth  (Frequency 
encode dir) 
2953.3  1761  2953  2092 
Bandwidth  (Phase encode 
dir) 
15.4  37.6  15.4  5.5 
Relative signal level  100 %  100 %  100 %  100 % 

















(defined  in  Section  3.3.1).  To  assess  the  suitability  of  the  various  available  averaging 
strategies  in  overcoming  anticipated  potential  scanner  instabilities  over  such  an 
extended period of time, three common strategies for averaging data were employed:  
Online signal averaging:  
This  type  of  averaging  is  arguably  the most  prevalent  in  routine  clinical  practice.  The 
user sets a scan parameter (NSA) and is provided with a single already averaged dataset. 
No calibration or post‐processing steps are performed prior to averaging corresponding 
acquisitions.  The  omission  of  recalibration  steps  makes  this  type  of  averaging  time‐
efficient and ensures that individual acquisitions are recorded under identical calibration 
settings.  The  potential  disadvantage  of  this  technique  is  that  the  lack  of  access  to 
individual acquisitions prior  to averaging prevents  transient  scanner  instability‐induced 
effects from being reduced through post‐processing or dataset omission. 
Set averaging:  
This  technique  refers  to  the  acquisition  of  individual  (NSA=1)  datasets  that  may 
subsequently  be  averaged  offline.  Advantages  of  this  approach  include  that  each 
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dataset  is preceded by  calibration  steps ensuring optimal acquisition quality,  and  that 
produced  images  can  be  post‐processed  prior  to  averaging.  The  anticipated 
disadvantages include that scanner recalibration and image‐processing steps may effect 
unwanted changes in voxel intensity levels between subsequent acquisitions. Expected 




practical  limitation  on  the  in‐house MRI  system was  the  limited  number  of  sets  that 
could be placed in a study acquisition queue, which represents a list of scans that can be 
acquired  automatically.  Once  a  full  scan  queue  had  been  acquired,  subsequent  scans 










 was  tested  to  reduce  the 
impact  of  scanner  instabilities  on  DTI  data  recorded  over  extended  periods  of  time. 
Instead of acquiring data as multiple sets of  individual 4D DTI datasets for subsequent 
averaging,  here,  stacks  of  slices  with  identical  diffusion  sensitization  directions  were 
acquired  and  averaged  first,  before  moving  on  to  stacks  of  images  with  different 
diffusion weighting gradients. This ensured that the least possible time passed between 
recordings  of  identical  acquisitions,  thus  improving  the  scan‐rescan  precision  of 
                                                      
4 On the in-house Philips Achieva system, the appropriate acquisition parameter option was termed 
Ôaverage high b-valuesÕ which allowed the user to specify up to 10 signal averages. 
 






To  alleviate  the  effects  of  Eddy‐currents  imposing  diffusion  sensitization  gradient 
specific  distortion  patterns  in  images  comprising  the  DTI  dataset,  the  (38)  reversed 





was  recorded  to  assess  the  data  quality  achievable  under  identical  acquisition 




Chapter | 3    D T I   o n   t h e   p o s t ‐ m o r t e m   b r a i n   108 | P a g e  
 
 
Parameter  Dataset 3‐2a  Dataset 3‐2b  Dataset 3‐2c  Dataset 3‐2d 
Scanner used   SPMMRC 3 T  SPMMRC 3 T  SPMMRC 3 T  SPMMRC 3 T 
Brain specimen #  3  4  4  4 





















Echo times (in ms)   62  90.76  64  64.24 
Field of view  (in mm)  172 x 172  224 x 224  224 x 224  224 x 224 
Matrix  86 x 86  112 x 112  112 x 112  112 x 112 
Slice thickness (in mm)  2  4  4  2 











)  3000  3000  3000  3000 
Number  of  signal 
averages  
10  1  1  1 
Number of dynamics  6  1  1  1 
Number  of  dataset 
repeats 
3  25  62  1 
Number  of  individual  b‐
value averages 
1  10  10  10 
SENSE reduction factor  2  2  2  2 
Water‐fat  shift  (in 
pixels) 
31.56  14.11  18.27  18.27 
Acquisition  duration 
(minutes) per set 
07:40:30  0:20:22  0:20:59  0:21:15 
Total  acquisition 
duration 
23:01:30  8:29:21  21:41:19  0:21:15 
 
Table 3‐2 Acquisition parameters listing for Datasets 3‐2a ‐ Datasets 3‐2d. 
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3.3 Results 
The  purpose  of  this  investigation was  to  both  identify  and,  if  possible,  overcome  the 
potential  critical  limiting  factors  that  have  thus  far  prevented  the  achievement  of 
adequate  data  quality  in  DTI  acquisitions  of  chemically  fixed  whole  human  brain 
specimens  in  a  clinical  setting.  This  investigation  is  structured  into  two  sections.  In 
Section,  3.3.1,  the  framework  for  subsequent  practical  measurements  is  established. 
This includes designing a starting protocol that meets defined requirements to achieve 
compatibility  with  a  typical  clinical  setting,  and  the  identification  of  potential  critical 
limiting  factors. In  the  second  part  of  this  investigation,  Section  3.3.2,  dedicated 
acquisitions are performed  to assess  the  significance of  each potential  critical  limiting 





To meet  the requirements of a clinical setting,  three stipulations were defined  for  the 
acquisition protocol being optimized  in  this  study.  First, 2D single  shot EPI  sequences, 
prevalently used  for  in vivo acquisitions, were  to be employed. Second,  the  total  scan 
time was to be limited to 24 hours. This would allow DTI acquisitions to potentially be 
performed in the downtime during weekends so as to not interfere with clinical scans. 
Ideally,  however,  total  scan  times  were  to  not  exceed  8  hours,  which  would  allow  a 





be undertaken.  It must be mentioned at  this point,  that  these procedures at  the  local 
hospital allowed for PMIs of typically four days. This may result in relatively high levels 
of tissue decomposition, thus potentially making the optimization task challenging. 
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Selection of a ‘benchmark’ acquisition protocol 
Due  to  the  considerable  number  of  acquisition  parameter  settings  that  may  either 
directly or  indirectly affect DTI data quality, and the anticipated  long acquisition times 
required to achieve sufficient SNR, the identification of potential critical limiting factors 
needed  to  be  streamlined.  To  this  end,  a  benchmark  acquisition  protocol  using  a 
specialized acquisition sequence that has been shown to produce high quality DTI data 
in  chemically  fixed  whole  human  brains  was  selected  from  literature.  By  adopting, 
wherever possible, the acquisition parameter settings of this benchmark protocol, and 
neglecting  potential  differences  in  scanner  performance,  potentially  critical  limiting 
factors  could  effectively  be  limited  to  those  acquisition  parameters  that  could  not  be 
replicated. 
Two DTI acquisition protocols, using multi‐shot 3D EPI (33, 34) and SSFP (36) sequences 
















































 Due to the composite nature of diffusion acquisitions averaging can be performed either by acquiring diffusion 
sensitized data along more non-collinear directions or by acquiring and directly averaging identical acquisitions. No 
differentiation between these techniques was made here, however, and the number of averages was calculated as the 
total number of acquisitions recorded.  




could  not  be  replicated  in  the  starting  protocol  (Dataset  3‐2a),  were  considered 

















may  be  regained.  In  addition,  effects  of  longitudinal  signal  relaxation  must  be 
considered when using a 3D  spin echo acquisition  sequence as proposed by  (34).  The 
use of a 90˚ excitation pulse requires adequately long repetition times in order to avoid 
acquisition  SNR  reductions  due  to  signal  saturation.  In  2D  multi‐slice  acquisition 




As a  result of  the typically  low receiver bandwidths along the phase encode direction, 
EPI  acquisitions  generally  display  a  high  sensitivity  to magnetic  field  inhomogeneities. 
These can lead to distortions and even signal voids. By allowing reductions in echo train 
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practical  reasons.  Apart  from  implications  of  such  long  acquisition  times  on  the 
achievable  SNR,  it  may  also  influence  the  required  temporal  stability  of  acquisitions. 
While  the  temporal  stability  of  the  MRI  system  over  the  relatively  short  acquisition 
times  used  for  in  vivo  DTI  (typically  5  to  20  minutes)  has  been  found  adequate, 
anticipated  SNR  limitations  suggest  that  longer  scan  times may  be  necessary  in  post‐
mortem  applications.  The  impact  of  temporal  instabilities,  in  turn,  may  be  alleviated 
through averaging sufficiently large numbers. The adequacy of scanner stability for DTI 
acquisitions  lasting  between  the  stipulated  8  and  24  hours  may  have  to  be 
independently established. 





Of  the  three  potential  critical  limiting  factors  identified  in  Section  3.3.1,  SNR  was 
investigated first. This allowed the widely accepted hypothesis that SNR posed the main 
obstacle  preventing  the  use  of  standard  in  vivo  DTI  acquisition  sequences  for  use  on 
chemically  fixed  post‐mortem  brains  to  be  tested  at  the  onset.  In  addition,  it  also 
allowed  the  maximum  acquisition  resolution  and  required  number  of  averages  in  all 
subsequent acquisitions to be specified.  
As  outlined  in  the  introduction,  the  levels  of  diffusivity  in  post‐mortem  tissue  are 
reduced by changes in tissue micro‐structure and lower tissue temperature. This implies 
that signal attenuations imposed through the application of diffusion sensitization of a 
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particular  b‐value  are  likely  to  be  lower  in  post‐mortem  than  in  vivo  acquisitions. 
Accurate  quantifications  of  diffusion  are  thus  subject  to  the  achievement  of 
correspondingly  higher  levels  of  SNR.  PMI  and  chemical  fixation,  however,  have  also 
been  reported  to  increase  the  rate  of  T2  signal  relaxation.  In  combination  with  the 
typically  long echo  times  required  for  the application of diffusion weighting gradients, 
this  reduces  signal  intensity  and  thus  measurement  SNR.  In  other  words,  while  the 
minimum  SNR  required  for  the  accurate  characterization  of  diffusion  in  post‐mortem 
DTI  acquisitions  is  expected  to be higher  than  in  vivo,  the  effects  of  tissue decay  and 
chemical fixation are likely to result in SNR reductions. 
To  the  best  of  our  knowledge,  quantitative  information  about  the  minimum  SNR 
necessary  for  post‐mortem DTI  has  yet  to be established.  The  assessment of  the  SNR 
sufficiency  could  therefore  not  be  based  simply  on  the  quantification  of  SNR  of 
measured  acquisitions  and  well‐known  relationships  between  acquisition  protocol 
parameters  and  SNR.  Instead,  two  separate  experiments  were  performed  to 
quantitatively assess  the  rate of T2  relaxation  in  the available  tissue samples, and  the 
SNR performance of the acquisition protocol.  
Assessment of signal characteristics: 
As  outlined  in  the  introduction  to  this  chapter,  reported  effects  of  PMI  and  chemical 
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were compared  to  the  in vivo measurements  in Table 3‐4, performed on‐site at  three 




































feasible  (47).  These  findings  thus  suggest  that  T2  and  T2*  of  available  post‐mortem 
brain specimens at 3 T do not pose a critical limiting factor. 









between  the  SNR  performance  of  the  benchmark  (34)  and  the  proposed  starting 
acquisition  protocol.  Potential  differences  in  scanner  performance  and  post‐mortem 
brain  specimen  specific  T1  and  T2  relaxation  times  were  neglected.  For  the 
development  of  this  equation,  and  subsequent  verification  of  its  accuracy,  dedicated 
test  datasets  (Dataset  3‐1b  ‐  Dataset  3‐1e)  were  recorded  on  a  homogenous  agar 
phantom, and SNR values calculated.  
The following section describes the selection and specification of factors considered in 
the  SNR  comparison  equation.  These  factors,  denoted  by  the  letter  ‘f’  followed  by  a 
subscript  specific  to  the  acquisition  property  being  considered,  describe  the  effect  of 
pertinent  acquisition  parameters  on  the  SNR‐ratio  between  a  ‘target’  and  a  ‘basis’ 
sequence.  The  basis  sequence  was  represented  by  the  acquisition  from  which  the 
measured SNR values were used to predict the SNR of the target sequence.  
Three  categories of  parameters were  considered.  First,  the well  established effects of 
individual  acquisition  parameters  on  SNR  of  a  specific  acquisition  sequence,  then 
parameters  allowing  the  comparison  of  2D  and  3D  acquisition  sequences,  and  finally, 
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Signal intensity (SI): The signal intensity factor fSI, describes the effects of the echo and 






Voxel  volume  (vv):  The  voxel  volume  factor  fvv,  is  calculated  from  the  product  of  the 
voxel dimensions (!!!!!!and!!! respectively) and is proportional to the image SNR.  
 
Number  of  averages  (NSA):  The  noise  levels  decrease  with  the  square  root  of  the 
number of signal averages acquired, while the signal remains constant.  
 
Bandwidth  (BW):  The  receiver  bandwidth  affects  the  SNR  through  the  noise  power 
recorded  in  an  acquisition.  In  an  MRI  acquisition  of  given  resolution,  the  signal 
bandwidth is determined by the gradient strength used for the spatial encoding of the 
signal. Noise on the other hand, has a flat power spectrum. This means that increasing 
the  receiver  bandwidth  beyond  the  frequency  range  of  the  spatially  encoded  signal 
increases the noise contribution and thus leads to a drop in image SNR. 
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In EPI, the bandwidths along the frequency encode direction generally greatly outweigh 








Where  g  is  the  g‐factor,  and  RPI  the  parallel  Imaging  reduction  factor.  In  acquisitions 
performed at 3T with the available 8‐channel head coil, and SENSE factor not exceeding 
2,  coil  g‐factor  elevations  can  generally  be  neglected.  As  a  result,  the  SNR  factor 
pertaining to parallel Imaging (1/fPI) could be approximated as: 
 
Number  of  in‐plane  phase  encoding  steps  (PE1):  In  conventional  2D  spin  echo 
sequences, the acquisition of each line of k‐space is preceded by an RF excitation pulse, 
and followed by a time delay (ideally five times T1 to allow full  longitudinal relaxation) 
to  allow  the  full  relaxation  of  the  longitudinal  magnetization.  As  a  result,  recorded 
images  are  based on  as many  signals  produced by  the  excitation of  an  entire  slice  as 
there  are  phase‐encode  steps.  The  effect  this  has  on  SNR  is  similar  to  that  of  signal 
averaging. 
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orientation  (PE2).  To  account  for  the  effect  of  3D  acquisition  sequences  on  SNR,  this 




As  already  alluded  to  in  the  definition  of  fPE1,  the  decline  in  amplitude  of  the  echoes 
comprising the EPI echo train with T2 has so far been neglected. Along with reductions 
in  the  receiver  bandwidth  along  the  phase  encode  direction,  this  reduction  in  echo 
amplitude limits the number k‐space lines that can be recorded, and thus the achievable 
image resolution at a given FOV.  
In  contrast,  multi‐shot  EPI  acquires  k‐space  data  in  a  number  of  segments,  each 
following  a  separate  excitation  pulse  allowing  the magnetization  of  the  sample  to  be 
replenished between shots. The precise effect of this on image SNR will depend on the 
repetition time and k‐space trajectory used, as well as on image properties. 





data  is  recorded  (trec)  following  a  single  excitation  represents  the  time over which  T2 


















Finally,  equation  3.1 was  used  to  predict  the  ratio  of  image  SNR  achievable with  the 
proposed  starting  protocol  (Dataset  3‐2a)  under  the  stipulations  defined  in  Section 
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3.3.1, to the benchmark protocol described in (34). This was found to be 1.9 and 3.3, for 
















given  that  SNR  estimations  could  not  account  for  differences  in  scanner  hardware, 
sequence implementation and tissue sample properties.  
As already alluded to, scanner stability concerns were anticipated when acquiring data 
over  such  extended  periods  of  time.  For  this  reasons,  three  common  averaging 
strategies were employed, allowing for the direct comparison of their suitability for the 
starting  protocol  for  post‐mortem DTI  acquisitions.  As  detailed  in  Section  3.2.2  these 
included  online  averaging  (individual  datasets  are  acquired  under  identical  scanner 
calibration settings, and averaged online prior to output) dynamic acquisition averaging 
(acquisitions  are  acquired  under  identical  scanner  calibration  settings  but  output 
individually  for  offline  averaging)  and  the  averaging  of  individual  sets  (scanner 
calibration  precede  each  acquisition,  datasets  are  output  individually  for  offline 





Figure  3‐4  illustrates  recorded  b=0  acquisitions  of  each  dynamic  scan making  up  the 
three  recorded  sets.  Both  significant  scanner  drift  and  artefacts  can  be  observed  in 
higher dynamics of acquisition sets 1 and 3. No visible artefacts or pseudo‐motion could 
be detected in the first dynamic acquisitions of each of the three sets, presumably as a 
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protocol  (i.e.  bandwidth  and  temporal  instability)  on  the  loss  of  data  quality  is 
undertaken.  Possible  contributions  of  losses  in  the  structural  integrity  of  the  tissue 
scanned are also assessed. 
The FA colour maps of Figure 3‐5 provided first  insights  into the structural  integrity of 
fibrous  tissue.  Indications  of  the  preservation  of  the  structural  integrity  of  the  post‐
mortem  tissue  specimen  include  that  the  FA  value  of  thick  coherent  fibre  tracts 
exceeded  that  of  grey  matter  regions  and  fluid  filled  spaces.  Furthermore,  the 
orientation  of  large,  highly  coherent  fibre  bundles,  such  as  the  corpus  callosum, was 
determined correctly. On the other hand, however, some white matter regions of  low 
FA  and  high MD  were  also  observed.  One  such  a  region  is  highlighted  by  the  white 
square  in Figure 3‐5. Magnified sections of the corresponding colour FA and MD maps 



















and  near  tissue‐ventricle  interfaces.  This  is  indicative  of  poor  co‐registration  between 
individual  images  comprising  the  composite  DTI  dataset,  and  could  result  from  bulk 
sample motion (e.g. due to scanner vibration), scanner drift induced pseudo‐motion (as 
illustrated  in  Figure  3‐4)  and  Eddy‐current  distortions.  The  thickness  of  this  rim  was 
observed to be greater along the right‐left orientation which corresponded to the phase 
encode  direction  of  the  EPI  acquisition,  implicating  the  latter  two  effects  as  the 
dominant source of co‐registration imperfections. Post‐acquisition image co‐registration 
failed  to  provide  any  effective  reduction  of  this  effect  despite  attempts  made  at 
optimization (data not illustrated). 
Visible signs of scanner instabilities including pseudo‐motion and image artefacts in sets 
1  and  3  of  Dataset  3‐2a  have  already  been  discussed  (Figure  3‐4).   To  quantitatively 
assess the temporal stability of set 2 of Dataset 3‐2a, coefficient of variation (CoV) maps 















Strategies  to  address  this  loss  in  scan‐rescan precision would depend on whether  the 
observed  variability  was  random  or  transient  in  nature.  While  random  fluctuations 
would  require  the  acquisition  of  high  numbers  of  averages,  transient  voxel  intensity 
drifts  could  be  reduced  by  the modification  of  the  averaging  strategy.  To  assess  this, 
maps of CoV were calculated from ADC maps generated from each diffusion weighted 
acquisition and its corresponding b=0 acquisition (Figure 3‐8).  














the  requirements  for  compatibility with  a  clinical  environment  but  also  exceeded  the 
SNR performance of the benchmark protocol. Despite effectively eliminating acquisition 
sensitivity  as  a  potential  critical  limiting  factor,  however,  DTI  data  quality  was  still 
unacceptably  poor.  On  closer  analysis,  acquisitions  displayed  signs  of  distortion,  and 
transient  changes  in  position  (pseudo motion)  and  voxel  intensity, which may  be  the 
result of the remaining two critical limiting factors defined in Section 3.3.1 (susceptibility 
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to image distortion and temporal stability). Product dynamic stabilization applied during 
acquisitions,  and  standard  post‐acquisition  co‐registration,  proved  ineffective  in 
alleviating mis‐registration of individual acquisitions due to scanner drift and distortion. 






in  acquisition  precision  may  not  only  improve  overall  data  quality,  but  were 
hypothesized  to  possibly  also  facilitate  improved  performance  of  co‐registration 
techniques to alleviate image distortion. 
Optimization of the averaging technique 
This  section  describes  acquisition  protocol  optimization  steps  taken  to  reduce 
susceptibility of DTI acquisitions to transient scanner instabilities.  
The analysis of Dataset 3‐2a in the previous section demonstrated the presence of both 
transient  changes  in  object  location  and  voxel  intensity.  In  this  section,  acquisition 
protocol  modifications  to  reduce  the  magnitude  of  transient  changes  and/or  the 
susceptibility  of  diffusion  tensor  calculations  to  are  proposed  and  implemented  in 
Dataset 3‐2b.  
As was  illustrated  in  Figure 3‐4,  pseudo motion  could only be observed over dynamic 
acquisition  repeats,  and  were  absent  in  the  first  dynamic  scan  of  each  set. 
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this, it was hypothesized that by recording increased numbers of non‐collinear diffusion 
sensitized  directions  (at  the  expense  of  the  number  of  signal  averages)  could  be 
effective in reducing the susceptibility of calculated diffusion tensors the transient signal 
variations illustrated in Figure 3‐7. 
 On  the  other  hand,  averaging  of  identical  acquisitions  were  not  avoided  altogether, 
since  individual  scans  were  considered  too  noisy  for  to  allow  for  effective  post‐
acquisition  co‐registration  to  reduce  the  effects  of  scanner‐drift  and  Eddy‐current 
distortions.  On  the  available  MRI  system,  online  signal  averaging  underlies  an 
acquisition  protocol  in  which  all  b=0  and  diffusion  weighed  images  comprising  a  DTI 
dataset are acquired  first, before being repeated and subsequently averaged.  In other 
words,  the  delays  between  the  acquisitions  of  scan‐repeats  thus  correspond  to  the 
duration  of  a  full  DTI  dataset  effectively  increasing  the  susceptibility  to  the  transient 
artefacts illustrated in Figure 3‐8.  
To  reduce  the  variability  between  corresponding  image  repeats,  an  acquisition 
parameter  setting  under  which  corresponding  acquisitions  were  recorded 

















Figure 3‐10  illustrates  the  FA  colour maps of  subsequent Diffusion  tensor  calculations 
performed  on  Dataset  3‐2b,  as  well  as  representative  examples  of  the  impact  of  co‐
registration on data quality.   
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A  qualitative  assessment  of  colour  coded  FA  maps  demonstrates  significant 
improvements over results obtained previously from Dataset 3‐2a (Figure 3‐5). A further 






the  absence  of  any  discernable  pseudo‐motion  over  time.  This,  together  with  the 
marginal effect that rigid body motion correction had on data quality (c.f. montages in 




direction.  Eddy‐current  distortion  correction  (montage  row  3  of  Figure  3‐10)  appear 
effective in the reduction of Eddy‐current induced distortions, and allowed to improved 
reconstruction of major nerve  fibre  tracts. Nevertheless,  performance of  tested Eddy‐




recorded  acquisitions.  Presumably  as  a  consequence  of  these  improvements  in  data 
quality, the performance of co‐registration techniques to alleviate image distortions was 
found to also have improved considerably. Nevertheless, post acquisition Eddy‐current 
distortion  correction  was  still  observed  to  be  suboptimal  and  overall  image  quality 
inadequate.  
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Optimization of co‐registration technique 
In  the  previous  sections,  two  of  the  three  identified  potential  critical  limiting  factors 




indicative  of  considerable  Eddy‐current  distortions.  Although  a  range  of  image  co‐
registration techniques used routinely in vivo was tested (data not shown), these proved 
ineffective. 
Previously  reported  DTI  acquisitions  using  sequences  specialized  for  applications  in 
chemically fixed post‐mortem brains (33, 34), used multi‐shot EPI. This allowed receiver 
bandwidths  along  the  phase  encode  direction  to  be  increased,  and  thus  the 
susceptibility to distortion to be reduced.  
Single‐shot EPI based DTI acquisition sequences are commonly used  in vivo, and post‐ 






through post‐acquisition  co‐registration have been  found  to perform  inadequately  for 
post‐mortem  specimens  (e.g. montage  in  of  the  third  row  in  Figure  3‐10).  A  possible 
explanation  for  this may  lie  in  the  fundamental  differences  in  the  co‐registration  task 
presented  by  in  vivo  and  post‐mortem  brain  acquisitions.  Prevalent  co‐registration 
techniques  used  in  vivo  are  typically  based  on  the  minimization  of  a  cost  function 
evaluated over a 2D or 3D set of images to calculate a single transformation matrix. Due 
to  unavoidable  motion  in  vivo,  transformations  must  typically  account  for  object 
translations,  rotations,  shear  etc.  in  the  evaluation of  the  cost  function.  Furthermore, 
the  co‐registration of  images of  different  contrasts,  as  is  the  case  for  the  acquisitions 
comprising a  composite DTI datasets, necessitates  the use of elaborate  cost  functions 
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(e.g. mutual information co‐registration (50). A number of acquisition characteristics of 
chemically  fixed  post‐mortem  brain  tissue  could  present  challenges  for  such  co‐
registration  techniques.  The  presence  of  unavoidable  air‐pockets  in  the  post‐mortem 
brain specimens often result in severe distortions in their immediate vicinity, potentially 
making  the  formulation of a global  co‐registration matrix  impossible. The  reduction  in 
image contrast between grey and white matter regions of post mortem brain tissue (12) 
hinder  the  detection  of  landmark  points  within  acquired  images.  Also,  while  regions 
containing  saline  solution are visible  in b=0  images,  they are effectively  suppressed  in 
acquisitions  following  the  application  of  diffusion  sensitization,  thus  changing  the 
outline  of  the  objects  being  co‐registered.  Finally,  to  achieve  efficient  co‐registration, 
the complexity of the algorithm and cost functions used should be minimized, and the 
degrees of freedom (DOF) limited. The absence of motion, and successful alleviation of 
pseudo‐motion  in  post‐mortem  acquisitions  suggest  that  co‐registration  could  be 
limited  to displacements  along  the phase encode direction.  To  improve  robustness of 
the co‐registration technique towards localized severe image distortion, co‐registration 
should  be  performed  locally.  The  lack  of  white  matter‐grey  matter  contrast  and  the 
presence  of  differences  between  the  visible  image  components  in  b=0  and  diffusion 
sensitized images can be addressed by co‐registering only those images that have been 
subjected to identical diffusion sensitization, and thus have identical contrast.  
The  reversed  gradient  Eddy‐current  induced  distortion  correction  method  (38)  was 
proposed as a more suitable alternative for reducing Eddy‐current induced distortions in 
DTI  acquisitions  of  the  post‐mortem brain.  In  this  technique,  Eddy‐current  distortions 
are  characterized  through  the  acquisition  of  paired  datasets  with  opposite  phase 
encode  directions.  This  leads  to  distortions  occurring  along  opposite  directions  in  the 
phase  encode  orientation.  Corresponding  voxels  are  identified  by  their  line  integrals 
along  the  direction  of  distortion.  The  true  location  of  a  voxel  may  subsequently  be 
calculated as the intermediate position between corresponding points.  
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Dataset  3‐2c  was  recorded  to  test  the  suitability  of  this  algorithm.  Acquisition 








minutes).  Similarly,  Figure  3‐13  demonstrates  the  image  quality  that  can  be  achieved 
from a single‐average DTI acquisition using a 2 mm isotropic voxels (Dataset 3‐2d). 
The  presented  acquisition  and  post‐processing  protocol  thus  allows  good  quality  DTI 

































































































































































critical  limiting  factors  that  have  likely  been  responsible  for  this  loss  in  data  quality. 
Furthermore, through the development and practical assessment of strategies towards 
the  alleviation  of  these  factors,  an  acquisition  protocol  under  which  high  quality  DTI 
acquisitions of chemically fixed whole human brain specimens could be acquired within 
21 minutes was developed successfully. 
Due to  its highly complementary nature to  in vivo acquisitions, DTI of chemically  fixed 
post‐mortem brains can potentially offer a platform for a number of exciting research 
applications. These range from technical applications, such as the validation of existing, 
or  the  development  of  novel  DTI  metrics  or  tractography  algorithms;  to  clinical 
applications,  for  instance  allowing  changes  in DTI metrics  as  a  result  of  disease  to  be 
compared  directly  to  histology;  to  biomedical  research  applications,  such  as  allowing 
acquisitions of high b‐value and directional or spatial resolutions to be performed, thus 
giving  hitherto  unseen  insights  into  the  structural  organization  and microstructure  of 
the human brain. 
However, as mentioned above, previous attempts (12, 17, 27, 28) to acquire DTI maps 
from  chemically  fixed  whole  human  brain  specimens  using  clinical  scanners  and 
standard acquisition sequences have thus far failed to achieve acceptable levels of data 
quality. In one hypothesis this failure was attributed to the insufficiency of SNR (12) as a 
result  of  tissue dehydration  and  increased  rates of  T2  signal  relaxation  resulting  from 
the use of aldehyde fixative agents (12, 21). Although no independent verification of this 
hypothesis was found in literature, it appears to have received widespread acceptance 





if  possible  overcoming,  critical  limiting  factors  in DTI  acquisition  sequences  applicable 
under a clinical setting included the sheer number of potential factors, and anticipated 
long scan times. To overcome this, a systematic approach, based on both, the utilization 
of  knowledge  in  existing  literature,  and  the  design  and  execution  of  dedicated 
experiments.  
The main  finding  of  this  study was  the  identification  of  Eddy‐current  distortions  as  a 
main critical  limiting factor. The minimization of scanner drift‐induced effects over the 
course  of  long  acquisitions  and  the  careful  selection  of  an  appropriate  averaging 
strategy  was  also  shown  to  be  necessary.  Conversely,  practical  assessment  of  SNR 




is  despite  the  relatively  long  PMIs  of  four  days  used  in  local  tissue  procurement 
procedures. 
In  addition  to  establishing  the  feasibility  of  DTI  acquisitions  of  the  chemically  fixed 
whole human brains under a clinical setting, this investigation opens new opportunities 





early attempts  to  record DTI of  the post‐mortem human brain  (e.g. Figure 3‐5). While 
this was successful  in establishing the  feasibility of DTI under a clinical setting,  further 
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work  is needed to establish and validate optimal acquisition parameters for DTI of the 
post‐mortem  brain.  This  is  because  wherever  possible  acquisition  parameters  were 
adopted from the benchmark protocol. In light of the relatively short scan times needed 
to  record  good  quality  DTI  datasets,  however,  other  acquisition  parameters  such  as 





of  longer  diffusion  times  is  found  to  be  beneficial  to  overcome  reduced  levels  of 
diffusivity in the post‐mortem brain, acquisition sequences based on stimulated echoes 
may be preferable over spin echoes. Similarly, alternative read out modules may offer 
advantages  over  EPI.  For  instance,  the  relatively  high  scanner  stability  that  can  be 
achieved  if appropriate averaging strategies are used could allow the utilization of the 
absence of motion  in post‐mortem brains  to  record data using a  spin echo  sequence. 





warming  the  tissue  specimen  before  or  even  during  acquisitions  (e.g.  using  an  MRI 
compatible heater used to keep the body temperature constant in small‐bore scanners).   
Tissue procurement optimization and standardization 
The  volume  of  literature  available  on  the  effects  of  post‐mortem  tissue  changes  and 
chemical  fixation  on  tissue  properties  is  indicative  of  the  central  importance  of  the 
tissue procurement  step. Despite  this,  considerable disagreement can be  found  in  the 
reported  results  indicating  the  need  to  optimize  and  standardize  tissue  procurement 
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steps. Whole  brain  specimens  are  likely  to  require  special  attention  due  to  the  slow 
rates by which  fixative agents diffuse  into brain  tissue. The relatively short acquisition 






for  biomedical  research  application.  In  fact,  it  is  currently  being  utilized  in  an 
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assessed  both  comprehensively  and  quantitatively.  The  main  artefacts  incurred  in  7  T  DTI 
acquisitions  are  identified,  and  appropriate measures  for  their  alleviation  are  explored.  This 
information is then used to formulate a set of parameter‐selection guidelines for the design of 




Ever  since  the  inception  of MRI,  an  unabated  trend  towards  the  deployment  of  increasingly 






In  in  vivo  DTI  acquisitions,  several  factors  further  exacerbate  the  impact  of  MRI’s  limited 
sensitivity. To reduce sensitivity to motion artefacts, ultra‐fast single‐shot acquisition sequences 
are  prevalently  used.  This means  that  the  signal  generated  from  a  single  RF  excitation must 
suffice  for  the  formation  of  an  entire  image.  To  sample  a  corresponding  region  of  k‐space, 
multiple echoes of this signal are generated. Diffusion and T2 relaxation, however,  result  in a 











of  diffusion  is  encoded  as  an  attenuation  of  the measurable  signal.  The  application  of  these 
gradients also imposes relatively long echo times, during which signal amplitudes are reduced 
through  T2  decay.  Another  practical  limitation  is  the  typically  long  scan  duration  of  DTI 
datasets, which  comprise at  least  seven acquisitions. This  limits  the number of averages  that 
may  be  recorded  for  the  suppression  of  noise  components  of measured  signals.  Finally,  the 




Due  to  its central  importance, a number of approaches have been developed to  improve  the 
SNR  of  MRI  acquisitions.  These  include  post‐acquisition  image  processing  to  isolate,  and 
subsequently  suppress,  noise  components  of  the measured  signal  (e.g.  (7‐9);  the  design  and 
development of RF coils to more efficiently record the generated signal (e.g. (6,10‐14)); and the 
selection  of  appropriate  acquisition  sequences  and  parameters.  Because  these  approaches 
generally  improve  image  SNR  by  maximizing  the  efficiency  by  which  emitted  RF‐signals  are 
utilized,  however,  they  are  ultimately  still  limited  by  the  intensity  of  the  underlying  signal 
produced. 
Increasing  the  field‐strength  at  which  MRI  experiments  are  performed  has  the  unique 
advantage of increasing the magnitude of generated RF‐signals at the source, thus achieving a 




in  such  states  being  inherently  favoured,  and  thus  in  an  intrinsic  increase  in  their  relative 
population. This  results  in  the  formation of a net magnetization vector aligned with the main 




This  changing  flux  ultimately  induces  electric  currents  in  tuned  RF‐receiver  coils  and  thus 
represents  the  measurable  signal.  The  magnitude  of  the  measurable  signal  is  therefore 
dependent on the magnitude of the net magnetization vector and the Larmor frequency. Both, 
in turn, are governed by the magnetic field‐strength at which MRI experiments are performed. 





and high energy‐alignment states  is small under magnetic  field‐strengths used  in clinical MRI. 
This allows spins to readily transition between energy alignment states, effectively limiting the 
magnitude  of  the  net  magnetization  vector.  The  separation  of  energy  states  increases  with 
field‐strength,  resulting  in  the  formation  of  larger  net magnetization  vectors.  However,  even 
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T and 42 at 7 T  (15). The Larmor  frequency at which  the net magnetization vector precesses 
about  the main magnetic  field  is also  linearly proportional  to  the magnetic  field‐strength  (c.f. 
Equation  1.12  in  Section  1.2.2  of  Chapter  1).  In  combination,  this  linear  increase  in  the  net 
magnetization and the Larmor frequency achieves a quadratic increase in signal intensity with 
field‐strength. 
In  addition  to  the  abovementioned  implications  on  signal  intensity,  noise  levels  within  the 
measurable signal also increase with field strength. This is the result of Eddy currents induced in 
the body by RF‐excitation. To distinguish these from Eddy currents induced gradient switching 
in  the  electrically  conducting  components  of  the  scanner,  they  are  referred  to  as  RF‐Eddy 
currents. RF‐Eddy currents increase linearly with the Larmor frequency, and thus field‐strength, 
resulting  in  a  linear  increase  of  noise  in  the  recorded  signal  (10).  These  theoretical 
considerations thus predict a net linear increase of measurement sensitivity with field‐strength. 
Receiver bandwidth 
After  sensitivity,  the  second main  challenge  of  in  vivo  DTI  is  the  susceptibility  of  prevalently 





being  scanned,  and  magnetic  fields  generated  by  Eddy‐currents  induced  in  electrically 
conducting components of the MRI system by powerful fast‐switching gradients. 
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While  the  application  of  diffusion  sensitization  gradients  amplifies  motion‐induced  phase 
errors,  these  can  effectively  be  reduced  by  the  use  of  ultra‐fast  single‐shot  sequences. 
However,  single‐shot  EPI  acquisitions  are  more  sensitive  to  phase  errors  along  their  phase 
encode direction. This is because the receiver bandwidth of an MRI acquisition is equal to the 
to the data sampling rate (17). In single‐shot acquisitions, since an entire (frequency encoded) 






be  allocated  to  incorrect  spatial  locations,  manifesting  as  distortions  or  even  signal  voids  in 







of  this  investigation. A main strategy  to  reduce  the number of phase encode steps  is parallel 
Imaging, where signals are recorded using multiple receiver coils, each recording a different set 





shown  to  increase  at  higher  field‐strengths,  as  demonstrated  in  2004  by  Wiesinger  et  al. 
through simulations using electrodynamic scaling (20, 21).          









main  categories:  feasibility  studies;  artefact  description  and  alleviation  strategies;  and  direct 
comparisons  between  measurement  sensitivity  and  artefact  susceptibility  at  7  T  and  lower 
field‐strengths. 
Under  the  first  category,  the  principle  feasibility  of  DTI  at  7  T  was  first  independently 
demonstrated in 2007 by Reischauer et al. (22), Sammet et al. (23) and Wiggins et al. (24) who 
used  standard  acquisition  protocols  to  record  DTI  datasets.  Initial  qualitative  assessments 
suggested that the level of technical maturity reached by contemporary UHF MRI scanners was 
adequate  for  the  further  exploration  of  in  vivo  DTI  at  7  T.  First  steps  towards  parameter 
optimisation tested the efficacy of parallel Imaging to reduce bandwidth related artefacts, with 
the  evaluation  based  on  visual  analysis  of  individual  acquisitions  (22,  23).  Sub‐millimetre  in‐
plane resolutions of 0.8 x 0.8 mm
2








,  presumably  to minimize echo  time and/or Eddy‐
current  distortions,  b‐values  of  up  to  6000  s mm
‐2
 were  used  successfully  for Q‐ball  imaging 
(28). By successfully resolving crossing fibres in the anterior and posterior supratentorial brain 
regions,  the  ability  to  achieve  adequate  data  quality  for  high‐order  Diffusion  analysis  was 
demonstrated.  
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(i) Parallel  Imaging  to  increase 









































(ii) Manual  adjustment  of  EF 
excitation power (24) 







(i) Improved  lipid  suppression  RF‐
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As  at  3  T  (16),  the  majority  of  artefacts  in  DTI  at  7  T  were  shown  to  be  closely  related  to 
bandwidth.  The  severity of  these artefacts was  found exacerbated at higher  fields  leading  to 
considerable attention being paid to the maximization of receiver bandwidth through parallel 











decrease  (25)  to  a  110  %  increase  (26).  The  use  of  identical  field‐strengths,  and  the  similar 
experimental aim and design suggest that these alterations in SNR efficiency are likely to be the 







Their  alleviation  is  the  subject  of  ongoing  research  efforts  that,  to  date  have  led  to  the 
proposition of a number of strategies. The main anticipated advantages of performing  in vivo 
DTI  at  UHF  are  potential  improvements  in measurement  sensitivity  and  the  compatibility  of 
acquisitions with higher parallel Imaging reduction factors. 
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However,  despite  their  pivotal  role  in  motivating  the  continued  exploration  of  DTI  at  UHF, 
comparatively little is known about if, how and by how much these potential advantages can be 
exploited  in  practical  acquisitions.  The  two  investigations  that  to  date  have  attempted  to 
quantitatively  compare  the  practically  realizable  measurement  sensitivity  differences  in  DTI 
protocols  at  7  T  and  3  T  (25,  26),  used  both measurements  and  theoretical  predictions  but 




while  the  increase  in  receiver  bandwidth  via  parallel  Imaging  could  effectively  reduce  the 
susceptibility  of  images  to  bandwidth  related  artefacts,  the optimization of  reduction  factors 
has  been  limited  to  simulations  (21)  and  qualitative  visual  assessments  of  image  distortion 









First,  to  lay  the  foundations  for  subsequent  acquisition  characterization,  and  protocol 
optimization steps, the optimization criteria are explicitly defined. The acquisition protocol that 
currently best meets these criteria  is  identified from literature, and acquisitions replicated on 
the  available  7  T  MRI  scanner.  Subsequent  comparisons  of  measured  and  published  results 
allow the reproducibility of results across sites to be established, and the suitability of the  in‐
house scanner setup to be assessed. 
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Next,  practical  advantages  of  UHF  for  DTI  applications  are  quantitatively  assessed  through 
measurements. Experiments were designed  to minimize confounding  influences pertaining  to 
the suitability and performance of the selected acquisition sequence, protocol parameters and 
scanner  hardware  used.  This  was  to  facilitate  the  isolation  and  subsequent  assessment  the 
effects  of  field‐strength, making  results  applicable  to  any  7  T  scanner.  This  informs whether 
potential  practical  advantages merit  the  continued  exploration  of  DTI  at  UHF,  and  indicates 
which  technical  developments  are  needed  to  improve  the  efficiency with which  they  can  be 
utilized.   
Thirdly,  practical  guidelines  on  the  design  of DTI  acquisition  protocols  to  optimally meet  the 
defined  optimization  criteria while minimizing  susceptibility  to  artefacts  on  the  in‐house  7  T 
system were formulated. 
In  the  discussion  section,  observations  of  particular  interest  from  a  number  of  pilot 












acquisition  protocol was  presented  that,  to  date,  best met  our  primary  optimization  goal  of 
maximizing  SNR.  If  successful,  this  protocol  is  to  be  adopted  as  the  starting  protocol  of  this 
investigation  to  form  the basis  for  subsequent optimization and quantitative  characterization 






































of  the  1000  s  mm
‐2




prevalent setting at 3 T. Finally,  in the  interest of  the total scan time, the 15 direction Philips 
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diffusion sensitization scheme was used rather  than the 32 direction scheme  in  (26). This did 
not  affect  the  SNR quantification, which  is  performed on b=0  images.  Conversely,  the  use of 
fewer  diffusion  sensitization  directions  facilitates  the  detection  of  artefacts,  and  is  more 
representative  of  acquisition  protocols  typically  used  in  clinical/biomedical  research 
applications.  The  same  volunteer  was  scanned  at  both  field‐strengths  in  order  to  eliminate 





The  quantification  SNR  was  performed  within  these  ROIs  using  the  NEMA‐DNS  method 




Dataset  4‐2  was  acquired  for  the  in‐depth  characterization  of  the  practical  effect  of  field‐
strength on SNR performance in DTI acquisitions.  
   







































































220 x 220  220 x 220  192 x 192  192 x 192 
Matrix  112 x 112  112 x 112  96 x 96  96 x 96 
Slice  thickness  
(in mm) 
2  2  2  2 
Number  of 
slices 
34  34  34  34 
Number  of 
signal averages  




2  2  2  2 
Fat suppression 
technique 
SPIR  SPIR  SPIR  SPIR 
Water‐fat  shift 
(in pixels) 
46.3481  19.8423  41.0213  17.5891 
 
Table 4‐3 Acquisition parameters listing for Datasets 4‐2. 
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Experimental Setup 
For  the  assessment  of  the  field‐strength  dependency  of  SNR  performance  in  practical  DTI 
protocols, both in vivo and in vitro measurements were performed.  
To  isolate  field‐strength  specific  effects,  steps were  taken  to minimize potential  confounding 
factors. This included the use of identical acquisition sequences and parameters; the use of the 
same volunteer/phantom; and the use of MRI systems of the same manufacturer and series at 
both  field‐strengths.  Unavoidable  differences  in  the  acquisition  setup  included  the  gradients 
and RF‐receiver coil available for each system (c.f. Chapter 1).   








field‐strengths,  the  ROIs  depicted  in  Figure  4‐1  were  used.  In  vitro  measurements  used  the 





The  aim  of  Dataset  4‐3  was  to  investigate  the  effects  of  both  parallel  Imaging  (SENSE)  and 
partial Fourier (Halfscan) acquisitions on single‐shot 2D EPI acquisitions at 7T.  
This  dataset  is  used  both  in  the  acquisition  characterization  (Section  4.3.3),  and  acquisition 
protocol optimization (Section 4.3.4) sections of this investigation. For the former, the range of 
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  off  2  2.5  3  3.5  4  4.5  5  6 
off  114.4  85.41  79.14  74.4  72.04  69.69  68.56  67.36  65.31 
0.7  76.36  67.36  65.31  63.25  61.89  61.01  61.01  61.01  59.85 











Dataset  4‐4  directly  compares  the  quality  of  pertinent  acquisition  characteristics  (SNR  and 
susceptibility  to  distortion)  of  all  DTI  sequences  available  on  the  in‐house  system.  The 




recorded under a 96  x 96 matrix.  The Partial  Fourier  reduction  factor used was 0.72,  and no 
parallel Imaging was implemented. The repetition time was set to 10 000 ms and the minimum 






(i)   Dataset 4‐4.a:    Spin echo (SE) diffusion weighting with EPI readout 
This acquisition sequence has established  itself as  the prevalent  technique  for  routine 
DTI acquisitions, and was used in the gold standard protocol defined in (26).  
(ii) Dataset 4‐4.b:  Twice  refocused  spin  echo  (TRSE)  diffusion  weighting  (with  asymmetry 
  factor0.2) and gradient echo EPI readout.  
(iii) Dataset 4‐4.c:  TRSE (with asymmetry factor 0.5) and gradient echo EPI readout 








STE  sequences  facilitate  the  temporal  separation  of  Eddy‐current  inducing  diffusion 
weighting  gradients  from  the  signal  recording  section  of  the  acquisition  protocol  by 
storing  the  magnetization  in  the  longitudinal  orientation  which  only  experiences  the 
comparatively slow T1 decay. The so‐called mixing time was set to 50 ms. 
Experimental setup 
The  selection  of  the  optimum  acquisition  sequence  was  based  on  comparisons  of  SNR 
performance and  image distortion. The use of distortion as a measure of  the susceptibility  to 
bandwidth  related  artefacts  was  partially  motivated  by  the  fact  that  at  the  time  of  the 
experiment,  Eddy‐current  induced  distortions were  considered  the  primary  limiting  factor  of 









Spatial  distortion  was  measured  in  vivo  based  on  two  DTI  acquisitions  using  phase  encode 
gradients of opposite polarity. This  resulted  in opposite distortion pattern allowing  the mean 
distortions to be calculated according to the reversed gradient correction scheme (32). A scalar 




The  final  part  of  the  acquisition  protocol  optimization  addressed  the  alleviation  of  the most 
prominent  artefacts.  One  of  the  main  artefacts,  both  in  literature  and  observed  in  this 
investigation, were signal voids as a result of B1 inhomogeneities. Dataset 4‐5 forms part of a 
study  assessing whether  the  use  of  a  refocusing  RF‐pulse  of  alternative  shape  could  provide 
better B1 homogeneity than the standard sinc pulses.  
   


























Repetition time (in ms)  10 000  10 000  10 000 














Field of view  (in mm)      224 x 224  224 x 224  224 x 224 
Matrix  112 x 112  112 x 112  112 x 112 
Slice thickness  (in mm)  2  2  2 
Number of slices  34  34  34 
Number of signal averages  2  2  2 
SENSE reduction factor  2  2  2 
Fat suppression technique  SPIR  SPIR  SPIR 
RF excitation pulse shape  Sinc   Sinc   Sinc  
RF excitation pulse flip angle  90  90  90 
RF refocusing pulse shape    Sinc   Echo2   Echo2 






Datasets  4‐5a  and  b  comprised  in  vivo  b=0  acquisitions,  and  diffusion  weighted  acquisitions 
with diffusion sensitization applied along the frequency encode, phase encode and slice select 
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orientations  respectively.  Acquisitions were  performed  using  sinc  (the  standard  pulse  shape) 
and echo2 (the proposed pulse shape) shaped refocusing pulses respectively. This allowed the 
direct  visual  comparison  of  the  effect  of  pulse  shape  on  B1  homogeneity.  On  the  in‐house 
system under research mode, the refocusing pulse shape could be set to echo2 in the sequence 
development editor  (the parameter  ‘rf_shape’ was  selected within  the  ‘RF object’  ’Echo’  and 
set to echo2).  
Dataset  4‐5c  was  recorded  to  test  whether  perceived  signal  intensity  reductions  (not 
illustrated)  when  using  an  echo2  refocusing  pulse  could  be  overcome  by  changing  the 










techniques  provided  by  the  vendor  (SPIR  (41)  and  SPAIR  (41,  42),  and  the  slice‐selection 
reversed gradient (SSRG) technique proposed by Nagy et al. (43). 
   















Scanner used   SPMMRC 7 T  SPMMRC 7 T  SPMMRC 7 T  SPMMRC 7 T 
Repetition  time  (in 
ms) 
10 000  10 000  10 000  10 000 
Echo time (in ms)   71  71  71  71 
Field of view  (in mm)  220 x 220  220 x 220  220 x 220  220 x 220 
Matrix  112 x 112  112 x 112  112 x 112  112 x 112 
Slice  thickness    (in 
mm) 
2  2  2  2 











)  800  800  800  800 
SENSE factor  2  2  2  2 
Fat suppression   none  SPIR  SPAIR  SSRG 
Water‐fat  shift  (in 
pixels) 







of vendor provided  fat  suppression  techniques, while Dataset 4‐6d used  the SSGR  technique.  
The SSGR technique required the polarity of the excitation and refocusing pulse to be inverted. 
On  the  in‐house  system,  this  could  be done under  the  research mode by  setting  the  control 
parameter ‘GRs_echo scale’ to ‐1, and ‘Min rel slice gap_SE to zero. 





previous  investigations  that  had  focused  on  advancing  the  technical  development,  and 
ultimately  established  the  feasibility  of  UHF  in  vivo  DTI.  Inconsistent  and  insufficient 
information, however,  is available on  if, how, and by how much 7 T can benefit practical DTI 
applications.  This  knowledge  is  essential  for  establishing  the  motivation,  and  aiding  in  the 
design of optimal DTI acquisition protocols at 7 T.  




‘if,  and  by  how much’  in  vivo DTI  applications may  benefit  from being  performed  at  7  T  are 
addressed.  For  this,  field‐strength  specific  acquisition  properties  of  interest  are  compared 
between  7  T  and  3  T  in  a  manner  that  minimizes  confounding  influences  pertaining  to  the 
scanner hardware and acquisition protocols used. Finally, in Section 4.3.3, the question of ‘how’ 










In  this section of  the chapter,  the  foundation  for subsequent acquisition characterization and 
optimization steps is laid in two parts. First, the optimization aims and their order of priority are 
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This  study  aims  to  inform  and  facilitate  the  adoption  of  7  T  scanners  in  clinical/biological 
research  applications.  The  optimization  aims were  thus  defined  according  to  the  anticipated 
benefits specific to the use of UHF.  
The main  optimization  aim was  defined  as  the maximization  of  SNR  anticipated  at  7  T.  The 
secondary optimization aim was the alleviation of artefact. This is because the levels of artefact 
have been reported to increase with field‐strength and reductions thereof are thus unlikely to 






continued  refinement  of  the  protocol  best  suited  to  the  defined  primary  optimization  goal. 




different  field‐strengths  (25,  26,  31,  34,  35),  only  two  studies  (25,  26)  have  thus  far 
quantitatively evaluated SNR levels at 3 T and 7 T. Of these, only one protocol was reported to 














first proposed by  the National  Electrical Manufacturer’s Association  (NEMA)  (37),  and  is  thus 
commonly  referred  to  the  NEMA  method  in  literature.  Practical  limitations  have  thus  far 
prevented  the  successful  implementation  and  validation  of  the  NEMA  method  on 
contemporary  MRI  systems  (40).  The  motivation  for  using  the  NEMA  method  over  more 
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Overall, the acquisition quality of DTI datasets recorded using the protocol proposed in (26) was 
reasonable,  although  a  pronounced  artefact  (white  arrows  in  Figure  4‐1)  was  observed  in  a 
number of slices. Potential causes for this artefact could include Nyquist ghosting resulting from 








The  SNR  values  measured  in  the  three  defined  ROIs  are  illustrated  alongside  the  values 
reported  in  (26)  as  stars  and  box whisker  plots  respectively.  As  illustrated  in  Figure  4‐2,  the 







In  summary,  the data quality of  results obtained under  the acquisition protocol  proposed by 
Polders et al. (26) was considered adequate for its use as a starting protocol. The high level of 
reproducibility  of  results  also  indicated  the  suitability  of  the  in‐house  scanner  setup  for  DTI 
applications. 




DTI  acquisitions  pertaining  to  the  use  of  UHF.  As  stated  in  the  introduction,  anticipated 
favourable acquisition characteristics included increased measurement SNR, and allowing high 
parallel Imaging reduction factors. Quantitative information about practical benefits addresses 
the open question of  if,  and by how much,  in  vivo DTI  acquisitions  could  benefit  from being 
performed at 7 T rather than 3 T.  
It was opted  to base  this assessment on practical measurements  in preference  to  theoretical 










each  field‐strength  (25,  26,  31,  34,  35).  This  approach,  however,  is  limited  by  a  number  of 
shortcomings, and in some cases has led to conflicting conclusions being reported by UHF DTI 
studies with similar experimental aims, but using different acquisition protocols (e.g. (25, 26)). 
First,  although  the  use  single  acquisition  protocols  with  parameters  optimized  to  their 
respective  field‐strengths  would  allow  the  direct  comparison  of  SNR  efficiency  of  specific 
scanners,  to  the best  of  our  knowledge,  no  acquisition parameter  optimization has  yet  been 
performed for DTI at 7 T. Another major  limitation of  this approach  is  that, as a  result of  the 
aforementioned  complex  relationship  between  SNR  and  field‐strength,  it  does  not  allow  the 
generalization of findings. Although the measurement sensitivity has been predicted to increase 
linearly with field‐strength (c.f. Section 4.1.1), additional physical (e.g. RF‐penetration, dielectric 
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resonance phenomena etc.) and practical considerations (e.g. field‐strength dependence in the 
rate  of  T2  decay  coupled  with  typically  long  echo  times)  must  also  be  taken  into  account. 
Furthermore, the inability to distinguish field‐strength‐specific effects from technical limitations 
(e.g.  minimum  TE  at  a  given  b‐value)  means  that  although  the  technical  specifications  (e.g. 
gradient  strengths,  gradient  switching  times  etc.)  of UHF  scanners  are  likely  to  improve  as  a 
result  of  ongoing  research  and  development  efforts,  the  benefits  this  may  yield  for  DTI 
acquisitions  cannot  be  explored  due  to  technical  constraints  of  the  current  generation  of 
scanners.  
Conclusions drawn  from such  studies are  thus  valid only  for  that particular  set of  acquisition 
parameters performed on that particular scanner and thus fall short of a full characterization of 
the effect of field‐strength on SNR.  
We  propose  that  a  comprehensive  comparison  of  SNR  performance  between  different  field‐
strengths requires a series of measurements at each field‐strength allowing not only differences 
in the magnitude of SNR, but also potential dependencies over acquisition timelines (i.e. echo 
times) and space  to be  taken  into account. To make  results generally applicable  for different 
scanner setups and acquisition protocols, confounding factors not directly relating to the effect 
of field‐strength were minimized (as detailed in the description of Dataset 4‐2 in Section 4.2).  




















The majority  of  artefacts  in  single‐shot  EPI  sequences  result  from  the  relatively  low  receiver 
bandwidth along the phase encode direction of acquisitions, making them highly susceptible to 






given  FOV and  spatial  resolution.  In doing  so,  it  effectively provides  a  tool  for  alleviating  the 
spatial  resolution  limitation and/or and  the  susceptibility  to bandwidth  related artefacts.  The 
ability of SENSE  to provide significant  improvements  to DTI data quality has been extensively 
explored in literature (18‐21). 




findings  can  be  summarized  in  Figure  4‐4  below,  in  which  parallel  Imaging  performance  is 
quantified in terms of g‐factor increases. An arbitrarily defined g‐factor limit of 1.2 was used to 
separate two operating regimes. At low parallel Imaging reduction factors g‐factors are typically 
close  to  the  optimum value  of  one,  representing  the  favourable  operating  regime.  At  higher 
reduction factors, the g‐factor increases exponentially representing the unfavourable operating 
regime.  The maximum  parallel  Imaging  reduction  factor  at  which  the  g‐factor  limit  of  1.2  is 
exceeded  increases with  field‐strength  suggesting  that acquisitions at 7 T may be compatible 
with the use of higher parallel Imaging reduction factors than at lower field‐strengths.  
 










findings  through  direct  measurements,  and  their  inability  to  account  for  practical 
considerations  pertaining  to  the  RF  receiver  coil  used.  The  number  and  optimal  geometrical 
arrangement  of  coil  elements  comprising  the  RF  receiver  coil  have  been  shown  to  strongly 
affect  parallel  Imaging  performance,  and  counteract  SNR  losses  (21).  Thus  far,  the  only 
investigations to ascertain the effect of varying SENSE factors on the quality of DTI acquisitions 







with  the  last  dynamic  comprising  a  noise‐only  acquisitions.  Noise  maps  were  subsequently 
calculated from these noise‐only  images through a sliding window approach using a 3 x 3 x 3 

















Disparities  in  published  findings  comparing  the  SNR  efficiency  at  7  T  to  that  at  lower  field‐
strengths (25, 26), are likely to have been the result of increased field‐strength promoting signal 
characteristics that are not only favourable (e.g. higher measurement sensitivity, higher parallel 




In  this  respect,  DTI  differs  from  other more  established UHF MRI  applications  that  generally 
allow  the  direct  utilization  of  a  single  field‐strength  dependent  signal  property  of  interest. 
Prominent examples include Magnetic Resonance Spectroscopy (MRS) which benefits from the 
increased  chemical  shift  allowing  for  spectra  to  be  better  resolved,  Blood  Oxygen  Level 
Dependence  (BOLD)  fMRI,  which  benefits  from  increased  T2*  contrast,  and  high  resolution 
anatomical  acquisitions  that due  to  their  comparatively  short echo  times  can directly benefit 
from  the  increased  measurement  sensitivity.  Therefore  it  must  be  emphasised  that  while 
acquisition  protocol  optimization  is  thus  likely  to  benefit  any  application,  in  DTI  the  careful 
selection  of  appropriate  acquisition  parameters  is  an  essential  prerequisite  without  which 
subsequent acquisitions may actually suffer a decline in data quality. 
The absence of clear recommendations  for the design of acquisition protocols may thus have 
contributed  to  in  vivo  UHF  DTI  still  being  in  its  infancy  stages  in  spite  of  tangible  practical 
benefits.  In  this  section,  an  acquisition protocol  optimization was performed  in  three  stages: 
First the optimal sequence was selected from the range of sequences available on the in‐house 
7 T scanner according to  its suitability to the optimization goals defined in Section 4.3.1; next 
acquisition  parameters  that  allowed  the  adaptation  of  acquisition  protocol  to  the  UHF 




for  in  vivo  DTI  applications  by  offering  a  favourable  compromise  between  acquisition  time, 
sensitivity and robustness towards artefacts. However, at UHF, changes in signal characteristics 
and artefact susceptibility may alter this balance in favour of alternative acquisition sequences. 
For  this  reason,  before  addressing  the optimization of  protocol  parameters,  the  suitability  of 
the acquisition sequence was revisited.  






brain,  as  well  as  a  poorer  visualization  of  peripheral  cortical  fibres.  TSE  allowed  higher 
resolutions  in targeted acquisitions of complex anatomies. This, however, came at the cost of 
elevated  levels  of  T2  blurring  and  higher  specific  absorption  rate  (SAR)  levels.  Strategies 
towards their alleviation typically require longer acquisition times and thus effectively limit the 
number of signal averages that can be performed under a practical setting. This conflicts with 
the  stated  optimization  aim  prioritization  according  to  which  strategies  to  reduce  the 
susceptibility of acquisitions to artefact were only to be considered if they came at little or no 





available  on  the  in‐house  7  T  scanner.  The  tested  acquisition  sequences  in  Dataset  4‐4.a‐f 
included  single‐shot 2D  spin echo EPI  (SE),  Twice Refocused Spin Echo  (TRSE) and Stimulated 







¤¤         The  lead  investigator of  this  investigation was Dr. Paul Morgan with my responsibilities 
having  included  overcoming  issues with  the  implemented  TRSE  acquisition  protocol  (not 
featured in this thesis), assisting in the acquisition and analysis of data.  
 
















Figure  4‐6a  illustrates  that  in DTI  acquisitions  using moderate b‐values  (b=  800  s mm‐2),  the 
standard SE protocol clearly outperformed both the TRSE and STE sequences in terms of SNR. 
This  observation  confirmed  that  this  acquisition  sequence  is  the  most  suitable  for  the 
optimization  aims  defined,  and will  therefore  undergo  acquisition  parameter  optimization  in 
the following sections. 
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STE acquisition protocols may retain higher levels of SNR when longer echo times are needed, 







though  the  improved  gradient  calibration  by  the MRI  system manufacturer.  TRSE  sequences 
may provide a valuable tool for applications  in which alleviation of Eddy‐current distortions  is 
critical  (e.g.  where  more  powerful,  faster  switching  gradients  and/or  very  high  b‐values  are 
used). For standard  in vivo DTI acquisitions, however, the effect of Eddy‐current distortion on 







Maximizing  potential  field‐strength  dependent  SNR‐gains  is  limited  by  the  field‐strength 
dependent  increased  rate  of  T2  decay.  The  maximization  of  SNR  is  thus  subject  to  the 
minimization of the echo time at which DTI datasets are recorded. The echo time is determined 
by  the  duration  of  the  RF  excitation  and  refocusing  pulses,  the  diffusion  encoding  gradients, 
and the echo train readout.  
While  the  time  over  which  the  diffusion  sensitization  gradients  are  applied  is  typically  the 
greatest contributor to the overall echo time, its reduction would necessitate the development 
of  stronger  gradients  and/or  gradient  inserts.  This,  however,  was  beyond  the  scope  of  this 
study. The echo train length can be reduced by both the use of SENSE and Halfscan reductions.  
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However, both SENSE and Halfscan incur an inherent SNR penalty of their own. This is because 
the  signal  contribution  of  measured  data  is  limited  to  the  number  of  k‐space  lines  being 
sampled,  while  the  noise  contribution  arises  from  the  entire  volume  over  which  the  coil  is 
sensitive.  While  the  former  is  reduced  by  the  use  of  both  SENSE  and  Halfscan,  the  latter 
remains unchanged.  




the  reduction  of  the  echo  time,  this may  be  achieved  through  the  use  of  stronger  gradients 
and/or by the shortening of the echo train length through the use of SENSE and Halfscan.  























Figure  4‐7  comprises  four  graphs  providing  information  of  the  effect  of  various  SENSE  and 
Halfscan  factor  settings  on  pertinent  acquisition  properties.  Acquisitions  comprised  four 
dynamic  b=0  scans, with  the  last  dynamic  representing  a  noise‐only  acquisition  allowing  the 





and  Materials  section,  and  are  graphically  depicted  in  the  top  right  plot  of  Figure  4‐7.  The 
bandwidth  in all  acquisitions was  set  to maximum, effectively minimizing  the duration of  the 
data  readout.  This  setting  minimized  both  the  echo  time  and  artefact  susceptibility,  and 
allowed  the  readout  duration  and  hence  SNR  to  be  controlled  through  SENSE  and  Halfscan 
settings.  The  SNR‐performance  of  each  of  these  settings was  determined  by measuring  SNR 
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values in an ROI comprising 10 x 10 x 10 voxels in the centre of the FOV using the NEMA‐DNS 
technique  described  in  the  appendix  of  this  chapter.  To  establish  the  relationship  between 






in echo time was observed to compensate  for  its  intrinsic SNR penalty. Higher SENSE  factors, 
however,  result  in  a  significant  loss  of  SNR.  Standard  in  vivo  DTI  applications  at  7  T  are  thus 
recommended to use Halfscan factors of 0.7 and SENSE factors of 2.  
In applications where subject motion is expected to be minimal, Halfscan factors of 0.6 may be 
used.  Since  under  this  setting  the  centre  of  k‐space  is  acquired  very  early  in  the  echo  train, 
SENSE reduction has next to no effect on the minimum echo time and thus  incurs almost the 









acquisitions,  however,  is  low  compared  to  acquisitions  using  Halfscan  reduction.  This 
combination of settings would thus only be considered for applications that primarily require a 
minimization of bandwidth‐ and motion related artefacts. 








(22,  24).  This  is  because,  to match  the  Larmor  frequency,  the  frequency of  the RF  excitation 


























reducing  signal  voids  in  lateral  regions  of  the  human  brain  in  DTI  acquisitions  at  7  T  (24). 
However, this increase in RF power also resulted in flip angles of more than 90 ¡ in central brain 
regions  leading  to  an  overall  loss  in  SNR.  Other  drawbacks  resulting  from  the  manual 
adjustment  of  RF  power  include  the  loss  in  scan  time needed  to  determine  suitable  settings 
prior  to each acquisition, and variability  in  the SNR‐efficiencies between scans. This approach 
nevertheless demonstrated that  the signal void was  indeed the result of B1  inhomogeneities, 
and could potentially be alleviated through the modification of the RF pulse.  
An alternative method was  suggested by  (22), where  the use of multiple excitation  coils was 
proposed  to generate more homogenous B1  fields. While  this  is an exciting  field of  research, 
the technology was not yet available at the time of this investigation.   
The  approach  taken  in  this  investigation was  to  test  alternative  excitation  and  refocusing  RF 
pulse shapes  for  the alleviation of B1  inhomogeneities. By retaining the default sinc pulse  for 
excitation,  and  replacing  the  default  sinc  pulse  with  an  echo2  pulse  for  refocusing,  B1 
inhomogeneities  in  both  b=0  and  DWI  single‐shot  EPI  acquisitions  of  the  human  head  were 
effectively alleviated. However, this also led to a loss in signal intensity (data not shown).  
To  assess  if  this  observed  loss  in  signal  intensity  was  the  result  of  differences  between  the 
prescribed and administered flip angles, b=0 scans were acquired under a range of flip angles 
ranging  from  150  û  to  290  û  in  10  û  intervals  (c.f.  Dataset  4‐5c).  For  each  setting,  the  signal 
amplitude in a 10 x 10 x 10 voxel region in the centre of the FOV was compared. These results 
are plotted in Figure 4‐9. The maximum amplitude was obtained when the refocusing flip angle 
was  set  to  220  û,  highlighting  a  discrepancy  between  the  prescribed  and  administered  flip 
angles. 
 






The  effective  alleviation  of  signal  voids,  and  preservation  of  signal  intensity  by  replacing  the 
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4.3.4.2 Fat‐suppression artefact 
Finally,  in  vivo  DTI  acquisitions  consistently  displayed  prominent  artefacts  resembling  the 






b=0 acquisition  DW along x  DW along y  DW along z 









Next,  the  manufacturer‐supplied  fat  suppression  techniques,  Spectral  Presaturation  by 
Inversion  Recovery  (SPIR)  (41)  and  Spectrally  Adiabatic  Inversion  Recovery  (SPAIR)  (41,  42), 
were applied (Datasets 4‐6b, Figure 4‐12; and Datasets 4‐6c, Figure 4‐13 respectively).  
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SPIR fat suppression 
b=0 acquisition  DW along x  DW along y  DW along z 







b=0 acquisition  DW along x  DW along y  DW along z 
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Although  both  techniques  reduced  the  magnitude  of  the  artefact  considerably,  they  were 
unable to eliminate it. 
As  a  result,  the  Slice  Selective  Gradient  Reversal  technique  (SSGR)  (43,  47)  was  considered. 
Rather  than  suppressing  fat  via  inversion  or  saturation  pulses,  this  technique  eliminates  the 
contribution  of  the  fat  signal  by  using  two  slice  select  pulses  of  opposite  polarity,  thus 
displacing the signal of fat in opposite directions along the slice select orientation. As a result, 
only  the  on‐resonance  water  signal  is  refocused  and  hence  contributes  to  the  measurable 
signal. This technique is thus expected to be particularly suitable at UHF due to the increased 
chemical shift between water and fat. Furthermore, by not relying on additional RF pulses, this 
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4.4 Discussion 
The  data  presented  in  this  chapter  successfully  answer  currently  outstanding  questions 
pertaining  to  the  benefits  and  practicality  of  UHF  MRI  for  clinical/biomedical  research  DTI 
applications: What, quantitatively, are the advantages of using 7 T over lower field‐strengths for 
in  vivo DTI  applications,  and how must  acquisition protocols be designed  to efficiently utilize 
these benefits.  
Two  of  the  main  limiting  factors  in  DTI  are  the  acquisition  SNR  and  high  susceptibility  to 
receiver  bandwidth  related phase  errors  resulting  from  the use of  single  shot  EPI  acquisition 
sequences.  UHF  DTI  could  potentially  alleviate  both  these  limitations.  The  measurement 
sensitivity  has  been  predicted  to  increase  with  field‐strength  and  the  susceptibility  to 





but  also unfavourable  signal  characteristics.  For  instance,  the  rate of  T2 decay also  increases 















to  artefact  through  the  use  of  higher  parallel  Imaging  reduction  factors.  The  primary 
optimization  aim was  to maximize  SNR,  in  preference  to  the  secondary  optimization  aim  of 
reducing  artefact.  The  prioritization  of  these  aims  was  useful  in  reaching  a  resolution  when 
there  was  a  conflict  in  their  requirements.  For  example,  compared  to  spin  echo  EPI,  TRSE 
acquisition sequences were observed to be less susceptible to Eddy‐current distortions, but also 
displayed a lower SNR efficiency. Similarly, increased parallel Imaging reduction factors reduce 
not  only  the  susceptibility  to  bandwidth  related  artefacts,  but  also  impose  an  intrinsic  SNR 
penalty of their own.  
The next step was the definition of a starting protocol subject to the successful replication of 
the  acquisition  protocol  in  literature with  the  highest  SNR  gain.  The  results  of  (26),  the  only 
protocol  to have reported a quantified SNR gain at 7 T, was successfully replicated on the  in‐
house system. This experiment also gives confidence that the setup of the in‐house system was 




other  scanner  setups  including  future  developments,  steps  were  taken  to  isolate  and  fully 
characterize the effects of field‐strength on signal characteristics. These included scanning the 
same  object/volunteer  at  both  field‐strengths  using  identical  acquisition  sequences  and 
parameters,  and  using  scanners  of  the  same  vendor  and  series.  For  the  comprehensive 
assessment of the effect of field‐strength on SNR, comparisons were resolved over both space 











Following  the  general  quantitative  characterization  of  field‐strength‐specific  differences  in 
acquisition  properties,  guidelines  on  how  DTI  acquisition  protocols  should  be  designed  to 
efficiently utilize  the potential advantages of UHF DTI were  formulated  for a  specific 7 T MRI 
scanner. Spin echo single shot EPI sequences were recommended as the acquisition sequence 
of  choice,  as  they  were  found  to  offer  the  highest  SNR  efficiency,  and  acceptable  levels  of 
susceptibility  to artefacts. The optimization of acquisition protocol parameters was  limited  to 
those parameters, which directly influenced SNR and phase errors. Based on these criteria, the 
two parameters selected  for optimization were SENSE and Halfscan, with  respect  to SNR and 
bandwidth. The bandwidth was used as a surrogate for artefact susceptibility as the majority of 
artefacts  in DTI  are bandwidth  related  (16).    In  terms of  SNR,  SENSE and Halfscan have both 
positive and negative effects. While they incur an inherent SNR penalty, they also shorten the 
minimum  echo  time  achievable  and  thus  can  help minimize  losses  in  SNR  as  a  result  of  the 
faster T2 signal decay at higher field‐strengths. Receiver bandwidth can be reduced via SENSE 
affording a reduction in artefact susceptibility. 
In  keeping  with  the  prioritization  of  the  optimization  aims  three  sets  of  SENSE/Halfscan 
combinations were proposed to achieve the optimal compromise between SNR and robustness 
towards bandwidth related artefacts. In general applications, a SENSE factor of 2 and a Halfscan 




suppression.  The use of  an  echo2 pulse  in  preference  to  the default  sinc  pulse  for  the 180  ˚ 
refocusing was  found to be effective  in alleviating the B1  inhomogeneities. Differences  in  the 
prescribed and administered flip angle were observed, and alleviated by prescribing a flip angle 
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of 220 ˚.  Improved B1 homogeneity also  improved the fat suppression, although a prominent 
artefact  could  still  be  observed  in  most  acquisitions.  Eliminating  the  fat  signal  contribution 
through  selective  refocusing  according  to  the  SSGR  technique  (43)  was  found  to  be  more 
effective  at  7  T  than  fat  signal  suppression  through  saturation  or  inversion  recovery  pulses, 
while  simultaneously  reducing  SAR.  This  was  achieved  on  the  in‐house  system  under  the 
'research mode',  by  setting  the  control  parameter  ‘GRs_echo  scale’  to  ‐1,  and  ‘Min  rel  slice 
gap_SE to zero. 
The work presented  in  this  investigation thus successfully demonstrated that DTI applications 
can  indeed  benefit  considerably  from  being  performed  at  7  T.  As  illustrated  by  the 
discrepancies  of  results  in  previous  investigations,  however,  the  appropriate  selection  of 
protocol  parameters  affecting  SNR  performance  and  receiver  bandwidth  is  essential.  These 





The  findings  presented  in  this  work  form  the  basis  for  a  variety  of  application‐orientated, 
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An  interesting  avenue  for UHF DTI  is  the mapping  of  functional  activation  in  the  brain  using 
Diffusion  imaging  in  grey matter.  In  a  study  that may  present  a  breakthrough  in  the  field  of 
brain  function  imaging,  Le  Bihan  et  al.  proposed  the  measurement  of  neuronal  activation 
induced  changes  in  the  ADC  as  a  direct  measurement  of  brain  function,  as  opposed  to  the 
indirect nature of BOLD fMRI which relies on the haemodynamic response. The hypothesis that 
ADC  changes  are  indeed  a  direct  measurement  of  functional  activation  was  in  part 
substantiated  by  the  observation  that  the  induced  effects  precede  the  BOLD  response  by 









plane  spatial  resolutions  of  2  x  2 mm
2
  to  be  achieved.  This  is  low  compared  to  the  intricate 
structure  of  white  matter  fibres  and  as  a  result  limits  the  accuracy  of  DTI  measurements. 
Considerable interest in achieving higher resolution is frequently expressed. 
Attempts  have  been made  to  use  the  increased measurement  sensitivity  of  7  T  to  generate 





The  effectiveness  of  this  approach,  however,  is  put  into  question  by  two  practical  concerns. 
First, although the initial signal intensity at 7 T exceeds that at 3 T, increased rates of T2 decay 
with  field‐strength  (48,  49)  suggest  that  the  formation  of  higher  numbers  of  echoes  is 
questionable. If the amplitude of echoes used to sample the outer regions of k‐space is too low, 
apparent  resolution  improvements  may  be  the  result  of  interpolation.  Second,  longer  echo 
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train  lengths  also  reduce  the  receiver  bandwidth  making  acquisitions  more  susceptible  to 
bandwidth related artefacts.  





























FA colour maps  illustrated  in Figure 4‐15 demonstrate that reasonable  levels of SNR could be 
achieved at voxel  sizes upwards of 1.6 mm  isotropic. However, while  the  level of discernable 
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detail  was  not  observed  to  improve  notably  at  higher  resolutions,  the  levels  of  distortion 
increased  significantly.  The  development  of  more  powerful  or  insert  gradients  would  be 
expected to alleviate these concerns and thus directly allow higher resolutions.   
Here we did a preliminary assessment of an alternative strategy to utilize acquisition properties 





being  scanned  along  the phase  encode direction,  and  setting  a  reduced  FOV as  proposed by 


















The  two  most  imperative  technical  developments  for  UHF  DTI  are  proposed  to  be  the 
development of  faster more powerful gradients and/or  insert gradients to allow shorter echo 





T  system,  repeated  ADC  measurements  with  diffusion  sensitization  applied  along  the  z‐
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were  performed  during  both  systole  and  diastole  to  allow  the  assessment  of whether  these 
changes  originate  from  cardiac  pulsation,  and whether  their magnitude  could  be  of  practical 
relevance.    Since  ADC  values  acquired  during  systole  generally  exceed  their  counterparts 
acquired during diastole, this suggests that cardiac gating was successful in separating the two 
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cardiac  phases.  Since  no motion  is  expected  during  diastolic  scans  these  fluctuations  do  not 
arise as a result of cardiac pulsation induced brain motion.  
Potential causes could include other sources of physiological motion (e.g. effects of respiratory 
motion),  scanner  instabilities  (e.g.  sub‐optimally  calibrated  gradient  cooling)  or  external 




So  far  this  chapter  has  focused  only  on  potential  benefits  of  UHF DTI  that  has  already  been 




imaging,  and  the  increased  chemical  shift  between  fat  and water  that  has  been  successfully 
utilized  at  UHF  to  eliminate  the  need  for  fat  suppression/saturation  RF  pulses  (43).  The  full 
potential  of  UHF  will  only  be  understood  if  hitherto  unobserved  effects  are  detected  and 
explored. 










The  successful  replication  of  these  findings  on  the  in‐house  scanner,  raises  interesting 
questions about how the underlying physics of DTI measurements at UHF differs, and  if/how 
this may be used to an advantage  in practical measurements. A possible cause  for  this effect 
may be field strength dependent changes  in T2 that have been shown to negatively correlate 
with FA (58).  







SNR  measurement  techniques  and,  wherever  necessary,  provides  the  development  and 






of  scanner  performance  and  image  quality,  and  thus  also  for  the  optimization  of  acquisition 
protocols. In MRI the importance of the availability of techniques for the accurate, precise and 
reliable  quantification  of  SNR  is  emphasized  by  the  modality’s  inherently  low measurement 
sensitivity.  
The  level of white noise  superimposed on  the acquired  signal  is  generally defined as  its  root 




Since  the  Fourier  transform  of  a  Gaussian  distribution  is  still  Gaussian,  this  equation  is 
applicable to measure the SNR of complex MRI images.  
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the  difference  method  to  distinguish  between  random  noise  and  transient  signal  changes 
makes  it  susceptible  to  effects  such  as  scanner  instabilities,  physiological  noise  and  motion 
artefacts.  






SNR measurements were  performed  under  a  range  of  SENSE  (1,  2,  2.5,  3,  3.5,  4  and  5)  and 
Halfscan factors (off, 0.7 and 0.6). Acquisitions were performed with a repetition time (TR) of 
10000  ms,  and  the  shortest  achievable  echo  times.  SPIR  fat  suppression  was  used  in  all 
acquisitions. All acquisitions were recorded under 2 mm isotropic resolution with 38 slices of in‐














The  absence of  structured noise  in  subsequent  phantom  scans  (not  pictured)  suggested  that 
the effects of head‐, cardiac‐ and respiratory motion, which survive the subtraction process due 
to their transient nature, were the underlying cause. From these findings it was concluded that 
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The  SNR  units method  (56)  is  based  on  the  fact  that  the  g‐factor  profile may  be  calculated 
directly from knowledge of complex coil sensitivities and the correlation of signals acquired by 




quantification.  The  disadvantage  of  this  approach  is  that  the  required  information,  which  is 
collected during the reference scan at the beginning of an acquisition using parallel Imaging, is 
not generally made available  to  the user. Despite growing popularity,  this  technique was not 
made  available  by  the  vendor  of  the  7  T  system  at  the  time  of  this  study,  and  the  in‐house 
implementation was considered too complex for this investigation. 
A  further  potential  alternative  technique  is  the  NEMA
***
  method  (57)  which  is  based  on 
separate acquisition of signal and noise‐only  images. The  latter may be achieved through the 
omission of excitation pulses prior  to data recording. The NEMA method measures noise  in a 
single  acquisition  rather  than  extracting  it  through  the  subtraction  of  two  sequential  signal 
acquisitions. In so doing, this technique achieves insensitivity to transient signal changes.  
Although the use of this technique has been proposed in  literature, technical challenges have 
prevented  it  from  being  successfully  implemented  (40).  Furthermore,  a  validation  of  the 
compatibility of this technique with inhomogeneous noise profiles, as found in parallel imaging 
remains outstanding, as does an assessment of its precision and accuracy. In this investigation, 
all  of  these outstanding  concerns  are  addressed.  First  the practical  implementation of  noise‐
only  measurements  on  the  in‐house  7  T  was  performed.  Secondly,  underlying  assumptions 
were  identified  and  the  validity  of  the  technique  assessed  through  dedicated  experiments. 





 NEMA: National Electrical Manufacturers Associations 





research  mode  menu  options.  In  this  section  the  acquisition  of  noise‐only  images  through 
dynamic noise acquisitions (NEMA‐DNS) is presented in detail. 
The  quantification  of  noise  levels  within  an  ROI  based  on  acquired  noise‐only  images  was 














to be both  compatible  and  represented with adequate precision.  Fundamental differences  in 
intensity and entropy of signal and noise acquisitions, combined with  limited insights  into the 





Contemporary  signal  acquisition  strategies,  such  as  parallel  imaging,  independently  record 
signals  in  multiple  uncoupled  receiver  coils.  Subsequent  image  reconstruction  procedures 
include  signal  recombination  strategies  based  on  the  inherent  high  correlation  of  the  signal 
recorded in each coil. This may be used to afford advantages in reconstructed images, such as 
noise identification and subsequent suppression (quadrature detection), and a reduction in the 
number  of  phase  encode  k‐space  lines  needed  to  reconstruct  images  (parallel  Imaging).  The 
integral role of signal correlation on the reconstruction of images, however, poses the question 




The  suitability of  the NEMA‐DNS method  for  in  vivo DTI acquisitions at UHF  is  subject  to  the 
fulfilment  of  the  above  assumptions  and  achievement  of  sufficient  levels  of  precision  and 
accuracy.  In  this  section,  experiments  designed  to  validate  these  assumptions  are  described, 





To  assess  the  validity  of  the  first  assumption  that  noise‐only  images  free  of  signal 
contamination could successfully be acquired, and of the second assumption that dynamically 
acquired  noise‐only  images  were  compatible  with  their  signal  counterpart  and  sufficiently 
accurate, the following dataset was acquired: Forty b=0 single‐shot EPI acquisitions of the agar 
phantom described  in Chapter  1 were  recorded with  the  final  dynamic  representing  a noise‐
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only  acquisition.  The  first  9  dynamics  were  discarded  as  dummy  acquisitions  to  bring  the 
acquired signal into a steady state, and alleviate the effects of transient signal changes resulting 
from gradient heating and  scanner drift. Data was  recorded both as  real‐  and absolute‐value 







value  images  of  this  dataset  by  calculating,  for  each  pixel,  the  standard  deviation  over 
dynamics.  From  these  noise  maps,  instances  of  noise‐only  images  were  simulated  allowing 
direct comparisons with noise images recorded via the difference and NEMA‐DNS method. To 







method,  directly  acquired  noise‐only  images  were  sourced  from  the  real  valued  dataset. 
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Noise‐only  images  acquired  with  all  three  techniques  were  highly  comparable,  in  both 
appearance and in the distribution and value of pixel intensities. The effectiveness of noise‐only 
images  acquired  with  the  NEMA‐DNS  method  to  eliminate  signal  contamination  was  also 
demonstrated.  This  conclusion was drawn  from  the observation  that noise‐only  images were 













equidistant  bins.  The  coordinates  of  all  the  voxels  comprising  a  bin  were  recorded,  and 
compared to the distribution of  the noise  intensity  levels  in corresponding pixels  in  the noise 
maps generated using  the difference and NEMA‐DNS methods. The median values of each of 
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these bins were subsequently plotted in all noise maps. Bins with less than 25 members were 
considered  outliers  and  were  omitted.  This  allowed  a  direct  comparison  of  the  reliability  of 
noise maps generated by all three techniques.  
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The results  in Figure 4‐23 demonstrate that while  low noise values  tend to be positively, and 
high  noise  values  negatively  biased  in  the  difference  method,  noise  acquisitions  using  the 
NEMA‐DNS method  accurately  reflect  the  gold  standard measurements.  Noise  quantification 
using the NEMA‐DNS method thus not only provides adequate, but superior levels of accuracy 
compared to the difference method. At high flip angles, however, the accuracy of the NEMA‐
DNS  noise  quantification  is  reduced.  This may  be  the  result  of  the  dynamic  range  of  images 
having been set  to  reflect  the optimum for presenting high  intensity and highly homogenous 
signal, and thus being sub‐optimal for the depiction of low intensity and highly inhomogenous 
noise images. 
 The  establishment  of  the  NEMA‐DNS  method  as  an  alternative  for  the  routine  in  vivo 
quantification  of  noise  in  in  vivo  single‐shot  EPI measurements  at  7  T  is  thus  subject  to  the 
validation of the last assumption, according to which direct noise acquisitions must reflect the 




In  order  for  the  NEMA‐DNS method  to  be  compatible  with  SENSE,  the  g‐factor  in  the  noise 
profiles  of  reconstructed  noise‐only  images  must  correspond  accurately  with  that  of 
reconstructed signal images. 
To test  this, noise maps were generated  from acquisitions with high SENSE  factors  leading to 
localized g‐factor increases. Noise maps using the MA, difference and NEMA‐DNS method were 
generated in a manner similar to the dataset described for the previous section. To achieve high 
accuracy  in  the  reference noise maps obtained  via  the MA method,  100 dynamic  acquisition 
repeats  were  recorded.  Scans  were  performed  at  SENSE  reduction  factor  of  5  to  induce 
localized noise amplification effects. Data was recorded with a flip angle of 20 û, thus preventing 
saturation effects. Echo  times of 60 ms and  repetition  times of 10 000 ms were used.  Image 
resolution was fixed to 2 mm isotropic with a FOV of 192 mm. The comparison of noise maps is 
illustrated in Figure 4‐24 below. 
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The  work  presented  in  this  thesis  demonstrates  the  use  of  systematic  application‐driven 
optimizations  of  existing  acquisition  protocols  to  provide  answers  to  specific  outstanding 
questions, and accessible solutions to overcome perceived limitations. Merits of this approach 
of maximizing the utilization of existing sequences over the development of novel techniques 




in  this  thesis  presents  a  distinct  translational  research  project  that  addresses  important, 
outstanding questions pertaining to practical Diffusion Tensor Imaging (DTI). 
Chapter  2  forms  part  of  a  larger  initiative  towards  the  optimization  of  clinical  DTI  at  3  T. 
Specifically, it seeks to settle the hitherto unresolved question regarding the practical relevance 
of cardiac pulsation  induced artefacts, and whether  increases  in scan  time and/or complexity 
resulting  from cardiac gating are merited by data quality  improvements. A number of studies 
clearly demonstrated  the susceptibility of diffusion weighted acquisitions  to cardiac pulsation 
induced  artefacts  (CPAs)  and  the  effectiveness  of  cardiac  gating  in  the  alleviation  of  these 
effects. Furthermore, optimized gating schemes to minimize additional scan time requirements 
have  been  proposed.  Despite  this,  the  uptake  of  cardiac  gating  in  clinical  practice  has  been 
sluggish. This is likely the result of adverse effects of CPAs on diffusion metrics recorded under 
routinely  used  acquisition  protocols  never  having  been  quantified  and/or  proved  to  be  of 
clinical relevance. The inevitable advent of quantitative DTI biomarkers laid additional emphasis 
on the need for a quantitative characterization of CPAs. Through the use of dedicated scans and 
Bootstrap  simulations,  it was  shown  that  in  group‐studies,  other  sources of  variability  in  fact 
outweigh  CPAs  and  cardiac  gating  in  these  studies  is  thus  not  necessary.  Conversely,  in 
individual‐studies,  CPAs  affect  diffusion  metrics  to  an  extent,  which  may  be  considered 




In  Chapter  3,  the  principal  feasibility  of  DTI  of  the  chemically  fixed whole  human  brain  in  a 
clinical setting was, for the first time, established. Although previous studies strongly alluded to 
inherent limitations in SNR as a main limiting factor and employed strategies to circumvent this, 
a  practical  assessment  of  SNR  in  this  chapter  proved  this  not  to  be  the  case.  Rather,  it 
demonstrated that the selection of appropriate averaging techniques to minimize susceptibility 
scanner  instabilities,  and  the  employment  of  appropriate  Eddy‐current  correction  strategies 
were  essential  to  achieving  successful  DTI  acquisitions  of  the  chemically  fixed whole  human 
brain. Implementing the proposed protocol resulted in high quality DTI acquisitions within just 
21 minutes. DTI of post mortem tissue using a readily available setup has considerable potential 
for  future  applications  by  making  it  accessible  to  non‐specialized  centres  and  improving 
compatibility  of  results with  in  vivo  data.  This  opens  the  doors  for  a  range  of  new  research 
possibilities  including  high  spatial  and/or  directional  resolution  DTI;  histology  based 
interpretation of changes in DTI indices; development of novel acquisition sequences etc.  
Finally, in Chapter 4, the quantitative assessment and optimization of ultra high field strength (7 
T) MRI  for  in  vivo DTI  applications was  undertaken  in  two  steps.  First,  field‐strength  specific 
advantages of using 7 T over lower field‐strengths for in vivo DTI applications, independent of 
the  influence  of  acquisition  sequence  and  scanner  setup  were  identified  and  characterized. 
Second, guidelines for the design of acquisition protocols to efficiently utilize these benefits on 
a  specific  scanner  setup  were  formulated.  The  work  presented  in  this  chapter  successfully 
demonstrated that DTI applications can indeed benefit considerably from being performed at 7 
T,  but  that  the  appropriate  selection  of  protocol  parameters  affecting  SNR  performance  and 
receiver  bandwidth  is  essential.  The most  prominent  artefacts  at  7  T were  also  investigated, 
and  techniques  towards  their  effective  alleviation  established.  The  developed  protocols may 
thus be directly applied to clinical and/or biomedical research studies.  
 
